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NOTICE 


These  notes  contain  figures  reprinted  with  permission  from  other  sources. 
The  figures  obtained  from  other  sources  may  not  be  duplicated  unless 
permission  is  obtained  from  the  authors  and  publishers  of  the  original 
documents . 


DISCLAIMER 


Certain  commercial  equipment,  instruments,  or  materials  are  identified  in 
this  paper  in  order  to  specify  adequately  certain  experimental  procedures. 
Such  identification  does  not  imply  recommendation  or  endorsement  by  the 
National  Institute  of  Standards  and  Technology  or  Michigan  Technological 
University  nor  does  it  imply  that  the  materials  or  equipment  are 
necessarily  the  best  available  for  the  purpose. 


ACKNOWLEDGMENTS 


These  notes  were  developed  for  a tutorial  presented  at  the  October  1988 
conference  of  the  American  Society  for  Precision  Engineering  held  in 
Atlanta,  Georgia. 

We  are  grateful  to  a number  of  people  who  have  contributed  materials  used 
in  these  notes  and  lectures.  They  include  A.  Tabenkin,  D.E.  Gilsinn, 
C.H.W.  Giauque,  F.E.  Scire,  E.C.  Teague,  J.  Garb ini,  J.C.  Wyant,  R.A. 
Smythe , F.  Mason,  T.C.  Bristow,  J.M.  Bennett,  M.J.  Downs,  E.L.  Church,  R. 
Brodmann,  R.A.  Dragoset,  U.  Koehler,  D.K.  Biegelsen,  J.A.  Detrio,  J. 
Zimmerman,  D.  Risko,  B.J.  Griffiths,  R.D.  Young,  J.  Bielle,  B.B.  Gloss, 
and  P.  Ackroyd.  We  are  also  grateful  to  F.F.  Rudder,  Jr.,  and  E.P. 
Whitenton  for  suggestions  to  clarify  a number  of  explanations  in  the  text. 
V.S.  Gagne  typed  and  edited  the  manuscript. 


TABLE  OF  CONTENTS 

Page 

1.  INTRODUCTION  1 

2.  GENERAL  IDEAS  ABOUT  SURFACES  2 

References 12 

3.  THE  STYLUS  TECHNIQUE 16 

General 16 

Transducers 16 

Results 19 

Key  Properties 19 

Stylus  Tips 26 

Traverse  Mechanisms  and  Reference  Lines  31 

Pitfalls 33 

R^  and  Rq 35 

Other  Properties 35 

Drawing  Terminology  37 

Calibration 41 

Sources  of  Uncertainty 43 

3-D  Profiling 45 

References 47 

4.  PARAMETERS,  FUNCTIONS,  AND  FILTERING 51 

Introduction 51 

Constituents  of  Surface  Texture  51 

Measurement  of  Surface  Profile 53 

Separation  of  Waviness  and  Roughness  (Filtering) 57 

Surface  Texture  Parameters 65 

Statistical  Functions  73 

Other  Descriptors 78 

References 80 

5.  SURVEY  OF  PROFILING  TECHNIQUES  83 

Fringe-Field  Capacitance  83 

Optical  Sectioning 83 

Interferometry 85 

Recent  Interferometers 87 

Focus  Detection 98 

STM  and  AFM 98 

References 106 

6.  AREA  TECHNIQUES 110 

Optical  Scattering 110 

Ultrasonics 122 

Areal  Capacitance 124 

References 129 

7.  FUNCTION 132 

Optics 132 

Hydrod3mamic  Drag 134 

Aerodynamic  Drag 134 

Metalworking 137 

A Surface  Texture  Information  System 146 

References 150 


APPENDIX  A 


153 


•r. 


ar 

i 


I 


' 'i6 


t\ 


h.' 


■jf  > 

!'<?' 


;i3^,  w0xl!^^  . .1 

-t 

■*-.  *■''  ' '•  , »■  ■■SVr.';.' '■■  ^■  ".  !■  $‘‘‘'''  r ■ 

/ ' _ 1-  ,,  *-  "•..  . 'i.V.  '.  * ' ' JSfl  .''^-v  • 

■*ff.  •''■■■■\v4;,'v,#  if  '^1  'U;, 

■(■)  V ,,.  ■'■Ji  :'■ ' ' ' ' "•  ''™"'-' 


. • • . .,  ^ . H,  . . . iim* 

■>•'  ■'  ' '.  ..'  - ■ ^oISfiydtlMCi 

. .^  . . , ^n:t^^rlor9.  6- C 


ffA,. 

i .„■■ ) „ 


ijL 


* . 


.j/>.  ;-• 


• '''^■'  * .•*  .'..'9  ,1.4%'’'  • .ijj  it  ■'< ' '.  v^"*. 

. - ■ ' ^^j^msurn 

•"'  ''■■  ' * ■■  ''.•  *■'‘^,^41?  l-^.  i' ■- 4'i;ii;u'  a ^ , J 

i"-  ,-  /,m’.Jl~jst*<'.q«S 

.7-v,i»  ?-■  ,.M  'i*  rj,.  I 

. ; . . -^fTr' 1 : iiOi  . c"  •■ -,Vt: 

<»Ha- 'ji-X'NBa.C  ' -::3(' 


.';  ' .:'it ) ■ lOH^  'io  '/T/m^  r 

. ••.a  f oi:-C4.D  - ~-:,rT„  *':, 

^ ■'  •♦;•  .r'mPt.,.. 

t\  3-*’  " ' ‘V«  u .f  -j  , % r tT;  I I 1 ' ■ ' 

>'■  ■*;.  -■  [ 

, j , ')\A  b';!*'.’!;'. 

* t 

. ^'  -Wi  > > 

' .-'’i'-'? ' ' ‘'•■J'  :‘  > '■" 

. i.,.. 

■’?  ..•rt'«..3  j:.^'^^  ].  ,*'»**»• 

i:  ■■  .'.  .). '.  ‘ i--  . ‘ *•♦ 

I '*v  I Vr*f*r”  I 

. , '4S21-I  j 7*^ 

fO'  Sk  Jl'TJiidif  f.M 

. 'jpirf'7.'-^-’'.f~  •rx^a^siT  > 


‘ xuiirr^f 


SECTION  1 
INTRODUCTION 


The  surface  finish  is  important  to  the  function  of  many  kinds  of 
industrial  products  ranging  from  optics  to  highways,  but  there  is  a 
bewildering  variety  of  techniques  for  measuring  surface  finish.  In  this 
tutorial,  we  will  present  a review  of  the  field,  hopefully  a fairly 
inclusive  one,  and  at  the  same  time  try  to  give  some  insight  into  the 
various  classes  of  techniques  for  measuring  surfaces  and  their  uses. 

The  contents  of  our  discussion  today  are  as  follows.  Section  2 has 
some  general  ideas  about  surface  roughness.  This  is  followed  by  a section 
on  the  stylus  technique,  which  is  probably  the  most  widely  used  class  of 
instrioment.  After  that  we  will  discuss  surface  parameters,  statistical 
functions,  and  filtering.  Then  we  will  survey  other  types  of  profiling 
techniques  besides  the  stylus  technique  and  area  techniques  as  well,  and 
finally  we  will  discuss  some  examples  of  how  surface  finish  affects 
surface  function. 
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SECTION  2 

GENEEAL  IDEAS  ABOUT  SUEFACES 


Participants  in  the  tutorial  received  a copy  of  the  ANSI  Standard, 
ANSI/ASME  B46. 1-1985  [1]  on  Surface  Texture  and  much  of  the  material  is 
taken  from  there.  Figure  2-1  is  taken  from  the  British  Standard  1134- 
1972,  Assessment  of  Surface  Texture  [6]  and  it  shows  some  key  ideas  in 
surface  texture  measurement.  It  is  a schematic  diagram  of  a surface  that 
has  been  produced  by  some  machining  process , and  you  see  here  two  orders 
of  structure.  The  roughness  with  its  t3rpical  roughness  height  and 
roughness  spacing  represents  the  more  closely  spaced  peaks  and  valleys. 
Roughness  is  usually  produced  by  the  basic  surface  forming  process.  The 
waviness  consists  of  the  more  widely  spaced  irregularities  and  is  often 
produced  by  vibrations  in  the  machine.  The  characteristic  sizes  of  these 
two  classes  of  structure  are  generally  different. 

"Lay"  is  the  term  used  to  indicate  the  direction  of  the  dominant 
pattern  of  texture  on  the  surface.  On  this  surface,  the  lay  is  in  the 
front- to-back  direction.  Surfaces  produced  by  machining  processes 
ordinarily  have  a strong  lay  pattern;  that  is,  they  are  unidirectional. 

Figure  2-2  lists  the  components  of  surface  topography.  The  term 
"topography"  itself  represents  all  of  the  spatial  structure  of  peaks  and 
valleys  that  exist  on  a surface.  Once  again  the  roughness  consists  of  the 
closely  spaced  irregularities  and  these  may  be  cutting  tool  marks  or  may 
be  produced  by  the  grit  of  a grinding  wheel.  Roughness,  therefore,  has 
characteristic  structure  which  can  be  related  to  those  causes.  The 
waviness  consists  of  more  widely  spaced  irregularities,  which  might  be 
produced  by  vibration  or  chatter  in  the  machine.  Error  of  form  consists 
of  long-period  or  noncyclic  deviations  in  the  surface  profile,  and  these 
could  have  been  produced  by  errors  in  the  machine  ways  or  spindles,  or  by 
uneven  wear  in  the  machine.  Finally,  flaws  are  discrete  and  infrequent 
irregularities;  these  might  include  cracks,  pits,  and  scratches.  Please 
note  at  the  bottom  of  the  figure  that  by  definition  the  roughness  and 
waviness  comprise  the  surface  texture.  Error  of  form  is  not  considered 
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Components  of  Surface  Topography 


• Roughness  • Closely  Spaced  Irregularities 
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• Waviness  • More  Widely  Spaced  Irreguiarities 
(vibration  & chatter) 

• Error  of  Form  • Long  Period  or  Non-cyclic  Deviations 
(errors  in  ways  or  spindles,  uneven  weari 

• Raws  • Discrete,  Infrequent  irreguiarities 
(cracks,  pits,  scratches) 

Roughness  and  Waviness  Comprise  the  Surface  Texture 


Figure  2-2 
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part  of  surface  texture  and  neither  are  flaws.  So  the  ANSI  Standard  B46 . 1 
only  covers  the  two  first  topics,  roughness  and  waviness.  In 
standardization  work,  error  of  form  is  studied  by  the  ASME/ANSI  Committee 
B89  [2]  and  flaws  are  studied  by  the  ANSI  Committee  on  Surface  Integrity 
[3]. 


We  should  add  that  the  words  surface  roughness,  surface  texture,  and 
surface  topography,  tend  to  get  used  interchangeably.  In  fact,  this 
practice  does  not  lead  to  a lot  of  confusion.  Usually  when  we  talk  about 
texture,  we  mainly  refer  to  the  roughness  itself.  That  quality  has  been 
the  one  of  primary  interest  to  engineers,  although  the  specification  of 
waviness  poses  important  problems  in  a number  of  applications. 

The  term  "surface  finish"  is  not  as  carefully  defined  as  the  others. 
It  generally  refers  to  the  overall  description  of  the  surface  including 
the  texture,  the  flaws,  the  materials,  and  any  coatings  applied.  However, 
the  term  does  not  include  errors  of  form.  We  generally  prefer  the  terms 
"texture"  and  "roughness"  to  "finish"  and  will  use  those  almost 
exclusively . 

We  will  be  discussing  surface  parameters  a little  bit  later,  but  for 
starters  we  ask  the  question  "What  are  you  interested  in  when  you  measure 
surface  roughness?"  Figure  2-3  shows  two  quantities  that  are  of  primary 
importance  here:  a measure  of  surface  height  indicated  by  the  roughness 
average  parameter,  and  a measure  of  the  spacings  of  the  peaks  and 
valleys  of  the  surface  roughness,  indicated  on  this  periodic  surface 
profile  by  the  wavelength  parameter,  D. 

Figure  2-4  taken  from  ANSI  B46 . 1 shows  the  ranges  of  surface  roughness 
obtainable  from  various  standard  engineering  production  methods.  These 
range  from  shaping,  drilling,  and  electrical  discharge  machining  which 
produce  very  rough  surface  finishes,  on  the  order  250  /iin  (6.35  p,m)  or 
more,  down  to  lapping  and  polishing  which  produce  roughnesses  of  a few  fj,in 
or  so.  The  metric  unit  micrometer  (/xm)  and  the  English  microinch  (yuin) 
are  both  widely  used  in  surface  metrology. 
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Figure  2-3 


Two  Key  Surface  Parameters 
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Figure  2-4 

Surface  Roughness  Produced  by  Common  Production  Methods 
(from  ANSI  B46. 1-1985  [1]) 
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1 /iin  = 0.0254  /zm  (exactly) 


1 //m  = 40  ;zin  (approximately)  . 

Figure  2-5  shows  some  applications  of  roughness  measurements.  These 
include  standard  ones  in  the  automotive  and  other  metal  working  industries 
that  often  involve  sliding  components.  Specified  roughness  heights  for 
these  kinds  of  applications  are  on  the  order  of  fractions  of  a micrometer. 

Another  interesting  application  is  in  shipbuilding,  specifically  ship 
hull  surfaces  and  propellers.  The  surface  roughness  of  these  components 
should  be  on  the  order  of  several  micrometers  for  hydraulically  smooth 
surfaces  [44]  on  high-speed  ships,  but  the  degradation  of  the  marine 
environment  is  such  that  surfaces  with  roughness  heights  on  the  order  of 
several  hundred  micrometers  are  not  uncommon  on  ships  that  have  been  in 
service  for  considerable  periods  [45] . 

A slightly  more  unusual  application  is  in  the  area  of  wind  tunnels. 
Experiments  in  high-performance  wind  tunnels  require  that  the  models  be 
aerodynamical ly  smooth,  or  else  the  experiments  might  not  be  valid.  For 
such  an  application,  the  smoothness  of  the  model  should  be  on  the  order  of 
0.1  /im  or  better  [46]. 

In  the  optical  and  x-ray  fields,  basically  the  smoother  the  components 
are,  the  better.  It  is  not  uncommon  for  surfaces  of  optical  and  x-ray 
components  to  have  roughnesses  less  than  a nanometer. 

Finally,  in  the  area  of  surface  science,  the  presence  of  steps  on  a 
surface  can  contribute  in  an  important  way  to  the  chemical  reactions  that 
can  take  place  on  it.  So  in  a sense,  the  presence  of  steps  is  a roughness 
parameter  at  the  molecular  level. 

The  surface  finishing  process  does  not  come  free.  There  is  a cost  for 
various  finishing  processes.  Figure  2-6  [6]  shows  relationships  between 
production  time  and  resulting  surface  texture  for  several  finishing 
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Figure  2-6 

(from  BS1134-1972  [6]) 
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processes.  The  finish  is  expressed  as  the  roughness  average  (R^)  to  be 
discussed  later.  You  can  see  that  for  all  these  processes,  the  costs  rise 
very  rapidly  as  you  try  to  decrease  the  surface  roughness  below  certain 
values.  Therefore,  designers  should  take  into  account  the  fact  that 
overfinishing  a component  can  be  costly.  We  note  here  that  the  units 
along  the  y-axis  are  arbitrary  and  that  the  chart  should  not  be  used  to 
make  cost  comparisons  between  the  different  processes. 

Surface  topographic  techniques  may  be  divided  into  three  major  classes 
[17]:  profiling  techniques,  area  techniques,  and  microscopy.  We 
highlight  profiling  and  area  techniques  in  Fig.  2-7. 

With  a profiling  technique,  knowledge  of  the  surface  is  developed  by 
careful  probing  of  the  surface  with  a high  resolution  probe.  The  surface 
height  information  consists  of  a profile  of  height  vs.  distance  along  the 
surface.  Some  examples  of  a profiling  technique  are  the  stylus  technique, 
to  be  discussed  in  detail,  several  types  of  optical  profiling,  scanning 
tunneling  microscopy  (STM),  and  the  fringe-field  capacitance  technique. 

With  an  area  technique,  one  probes  a finite  area  of  the  surface  and 
the  measured  quantities  represent  some  statistical  average  of  the  peaks 
and  valleys  in  that  area.  Examples  of  an  area  technique  include  optical 
scattering,  ultrasonic  scattering,  and  the  areal  capacitance  probe.  It 
should  be  noted  that  profiling  techniques  by  and  large  take  more  operator 
time  than  area  techniques  because  of  the  large  amount  of  data  required. 
Area  techniques  have  greater  potential  for  automated  manufacturing  because 
with  a single  measurement,  you  can  possibly  derive  a parameter  that 
monitors  the  surface  condition. 

On  the  other  hand,  profiling  techniques  tend  to  be  accurate,  whereas 
with  area  techniques,  you  have  to  relate  the  measured  quantities  to  the 
actual  properties  of  the  surface.  This  usually  involves  a considerable 
modeling  effort.  In  summary,  profiling  techniques  tend  to  be  more 
accurate,  area  techniques  tend  to  be  fast. 
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Figure  2-7 
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Various  types  of  microscopy  [20-41]  may  be  considered  as  a third  class 
of  techniques  to  study  surface  topography.  This  includes  conventional 
optical  microscopy,  scanning  electron  microscopy  (SEM) , transmission 
electron  microscopy  (TEM) , and  others.  The  contrast  in  the  images  can 
provide  information  about  the  heights  of  surface  features  such  as  the 
peaks  and  valleys.  However,  these  techniques  are  usually  qualitative 
because  the  contrast  in  the  images  depends  on  a number  of  factors  in 
addition  to  height.  When  an  individual  microscopy  technique  directly 
yields  quantitative  surface  height  information,  it  may  be  classified  as 
either  a profiling  or  an  area  technique.  Stereo  electron  microscopy  [41], 
for  example,  may  be  considered  to  be  a profiling  technique. 
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SECTION  3 

THE  STYLUS  TECHNIQUE 


GENEKAL 

We  now  discuss  the  stylus  technique  which  is  the  most  commonly  used 
class  of  surface  texture  measurement  instrument.  Figure  3-1  shows  a 
schematic  diagram  of  a stylus  instrument.  The  stylus  traverses  the 
surface  peaks  and  valleys,  and  the  vertical  motion  of  the  stylus  is 
converted  by  the  transducer  into  an  electrical  signal  which  may  be 
analyzed  by  digital  or  analog  techniques . In  many  kinds  of  modern 
instruments,  the  signal  undergoes  analog- to-digital  conversion.  The 
resulting  digital  profile  is  stored  in  a computer  and  can  be  analyzed 
subsequently  for  roughness  or  waviness  parameters. 

Figure  3-2  is  a photo  which  shows  a close-up  of  the  drive  mechanism  of 
a stylus  instrument,  including  the  stylus,  the  reference  flat  directly 
above  the  stylus,  and  a supporting  leg.  This  instrument  is  one  that  would 
ordinarily  be  used  in  a metrology  lab,  rather  than  on  the  shop  floor. 

TRANSDUCEEIS 

Figure  3-3  shows  a schematic  diagram  of  a stylus  transducer  [1,5]. 
This  one  is  called  a linear  variable  differential  transformer  (LVDT) . It 
has  a sensitivity  of  approximately  one  angstrom  or  one- two -hundredth  of  a 
microinch.  The  stylus  is  fastened  to  a ferrite  core,  which  is  positioned 
between  two  coils  that  form  part  of  an  AC  bridge.  As  the  ferrite  core 
moves  up  and  down  between  the  coils,  the  balance  of  the  bridge  is  changed. 
The  resulting  output,  after  suitable  demodulation  and  amplification,  is  a 
voltage  signal  that  is  proportional  to  the  displacement  of  the  stylus. 
The  output  of  the  LVDT,  therefore,  is  directly  proportional  to  surface 
height  and  hence  yields  the  profile  as  the  surface  is  scanned.  Less 
expensive  types  of  transducers  use  inductive  or  piezoelectric  sensing 
similar  to  techniques  of  magnetic  phonograph  cartridges.  Therefore,  these 
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Electrical 

Signal 


Figure  3-1 

Schematic  Diagram  of  Stylus  Instrument 


Figure  3-2 

Photo  of  Stylus  Drive  Assembly 
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Figure  3-3 

Schematic  Diagram  of  LVDT  Transducer 


Figure  3-A 

Typical  Surface  Profiles 
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are  velocity-  or  motion-sensitive  transducers.  Those  types  of  signals 
have  to  be  mathematically  integrated  in  order  to  yield  surface  profiles. 

RESULTS 


Figure  3-4  shows  t3rpical  profiles  (surface  height  vs.  lateral 
distance)  obtained  with  a stylus  instrument  for  two  different  types  of 
surfaces . These  surfaces  were  used  in  an  experiment  on  hydrodynamic  drag 
that  we  participated  in  (see  Sec.  7).  The  upper  profile  was  taken  from  a 
titanium  surface  that  had  been  lapped  fairly  smooth.  The  characteristic 
roughness  structure  is  significantly  less  than  1 /xm  high.  Compare  that 
with  the  lower  profile,  measured  on  a surface  that  had  been  artificially 
roughened  by  ball  end-milling  to  induce  more  hydrodynamic  drag  on  the 
surface.  This  roughness  structure  is  on  a completely  different  scale  from 
the  other  one. 

Figure  3-5  is  for  another  type  of  surface,  one  that  can  be  used  for 
calibration  of  stylus  instruments.  It  shows  a step  whose  height  may  be 
calibrated  by  an  absolute  technique,  such  as  interferometry.  The 
calibrated  step  height  gives  you  a well-defined  vertical  scale  for  the 
stylus  instrument.  You  can  see  how  smooth  this  particular  profile  is. 
The  step  itself  is  only  200  nm  high  or  8 /xin.  This  step  can  be  used  to 
calibrate  the  higher  magnification  ranges  of  stylus  instruments. 

The  resolution  limit  of  stylus  instruments  is  approximately  0.1  nm  as 
will  be  discussed  in  Sec.  5.  Therefore,  in  principal,  you  can  resolve 
structures  which  are  less  than  1 nm  high  with  special  stylus  instruments. 

KEY  PROPERTIES 

Figure  3-6  lists  some  of  the  properties  of  stylus  instruments.  As  for 
their  strengths,  stylus  instruments  produce  accurate  surface  profiles  when 
used  under  proper  conditions.  The  results  are  quantitative,  i.e.,  from 
the  profiles  you  can  calculate  any  type  of  surface  parameter  or  statistic 
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PROPERTIES  OF  STYLUS  INSTRUMENTS 


STRENGTHS 

ACCURATE 
QUANTITATIVE 
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DRAWBACKS 

FRAGILE 

POTENTIAL  FOR  SURFACE  DAMAGE 
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REQUIRES  LEVELING 
2-D 


OTHER  CONSIDERATIONS 
CUTOFF 

ESTABLISHING  A REFERENCE  LINE 


Figure  3-6 


Figure  3-7 

Distortion  of  Aspect  Ratio  in  Surface  Profiles 
(from  Reason  [ 1 ] ) 
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that  may  be  desired.  Stylus  instruments  also  have  very  good  range  and 
resolution,  both  in  the  vertical  and  the  horizontal  or  lateral  directions. 

What  are  the  drawbacks?  The  stylus  itself  is  fragile  and  the  sharp 
stylus  also  has  the  potential  for  damaging  the  surface  as  well.  The 
instruments  usually  require  leveling,  so  they  can  be  difficult  and  slow 
to  operate.  In  addition,  they  are  two-dimensional  instruments,  so  the 
surface  profile  is  a vanishingly  small  fraction  of  the  surface  area. 

Another  characteristic  that  is  important  to  note  for  stylus 
instruments,  and  other  profiling  instruments  as  well,  is  shown  in  Fig. 
3-7.  A typical  profile  obtained  by  a stylus  instrument  is  shown  at  the 
bottom.  This  profile  has  a distorted  aspect  ratio  [1],  in  order  to 
condense  the  information  in  the  recorded  surface  profile.  The 
magnification  is  200x  in  the  horizontal  direction  and  5000x  in  the 
vertical  direction.  The  aspect  ratio  of  the  profile  is  therefore 
distorted  by  a factor  of  25  and  can  give  a misleading  picture  to  someone 
who  is  not  used  to  reading  surface  profiles.  If  you  plot  this  graph  on  an 
undistorted  scale  shown  on  top  with  both  the  vertical  and  lateral 
magnifications  at  5000x,  then  you  see  how  smooth  the  surface  is.  In 
particular,  the  surface  slopes  are  much  gentler  than  they  ordinarily 
appear  on  a typical  chart  record. 

In  Fig.  3-8,  we  compare  two  types  of  stylus  transducers:  the  LVDT  in 
a surface  profiling  instrument  and  a magnetic  phonograph  cartridge.  There 
are  a number  of  differences  between  them.  The  latter  is  sensitive  to  the 
velocity  of  the  stylus  and  not  the  displacement.  Stylus  force  for  a high 
quality  stylus  instrument  is  quite  a bit  less  than  that  for  the  magnetic 
phonograph  cartridge.  The  lateral  velocity,  therefore,  is  very  much 
smaller  because  with  a stylus  force  of  50  mg,  say,  you  have  to  move  at 
speeds  of  about  2 mm/sec  or  less  to  prevent  bouncing  of  the  stylus  off  the 
surface,  a condition  that  would  yield  an  erroneous  profile.  On  the  other 
hand,  with  a phonograph  record  rotating  at  33  1/3  rpm,  the  velocity  is 
typically  400  mm/sec.  In  addition,  the  sensitive  frequency  ranges  are 
different . 
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COMPARISON  OF  STYLUS  TECHNIQUES 
(TYPICAL  VALUES) 


SURFACE  TOPOGRAPHY 

MAGNETIC  PHONO  CARTRIDGE 

TRANSDUCER: 

DISPLACEMENT 

VELOCITY 

FORCE : 

50  mgm 

1 gm 

VELOCITY: 

1 mm/sec 

400  mm/sec 

FREQUENCY  RANGE: 

0 - 300  Hz 

20  Hz  - 20  kHz 

SPATIAL 

1 fim  - 10  mm  (50) 

5 /im  - 20  mm 

WAVELENGTH 

/ \ 

/ \ 

RANGE: 

Stylus  Low 

Size  Cutoff 

Stylus  Low 

Size  Cutoff 

STYLUS  SIZE: 

0.1x1  /im 
(State  of  the  Art) 

5 X 1 8 /im 
(Elliptical) 

VERTICAL 

RESOLUTION: 

0 . 1 nm 

(State  of  the  Art) 

1 nm  @ IkHz 

MAX.  DISPLACEMENT: 

100  fim 

50  /im 

*S . Kelly,  Wireless  World  (1969);  B.I,  Haligren,  J.  Aud.  Eng.  Soc . (1975) 


Figure  3-8 


Stylus  Instrument  Parameters 
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Stylus  Radius 

• Reference  Lines 

Traverse  Mechanisms 
Filtering  Roughness  from 
Waviness 


Figure  3-9 
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However,  when  you  combine  the  velocity  and  frequency  to  derive  the 
spatial  wavelength  range  of  these  instruments,  you  find  that  they  are 
quite  comparable.  The  spacings  of  structures  that  you  sense  along  the 
grooves  of  a record  with  a magnetic  phonograph  cartridge  are  comparable  to 
the  structures  that  one  normally  measures  in  surface  texture.  Stylus 
sizes  are  rather  comparable  as  well.  A hemispherical  stylus  tip  with  a 
10  /im  radius  is  standard  in  the  U.S.  for  a surface  topographic  instrument; 
a 0.1  /im  X 0.1  /im  tip  size  is  the  state  of  the  art.  By  comparison,  the 
5 /zm  X 18  ^m  tip  is  typical  for  an  elliptical  stylus  in  a phonograph 
cartridge.  The  vertical  resolutions  are  also  comparable  for  both  devices, 
as  well  as  the  range  or  maximum  displacement. 

In  Fig.  3-9,  we  list  some  important  parameters  of  stylus  instruments 
that  need  to  be  reckoned  with.  One  crucial  concept  is  the  bandwidth  of 
stylus  measurements  [14,31].  That  is,  over  what  spatial  frequency  range 
is  your  instrument  sensitive?  This  is  determined  on  the  long  wavelength 
side  generally  by  an  electronic  cutoff  (to  be  discussed  in  Sec.  4)  or  by 
the  trace  length  of  the  instrument  itself,  if  there  is  no  electronic 
cutoff,  or  by  the  size  of  the  component  being  measured.  On  the  short 
wavelength  side,  the  bandwidth  might  be  limited  by  a low  pass  filter,  but 
is  usually  limited  by  the  stylus  tip  width  itself. 

A related  question  is  the  idea  of  the  reference  line.  That  is,  with 
respect  to  what  curve  are  the  peaks  and  valleys  of  the  surface  measured? 
This  question  raises  discussion  about  traverse  mechanisms  and  about  how 
you  filter  roughness  from  waviness,  a topic  similar  to  the  question  of 
bandwidth  discussed  above. 

Figure  3-10,  taken  from  the  ANSI  standard  [32],  shows  you  typical 
bandwidths  for  a stylus  instrument.  Stylus  response  is  plotted  vs. 
wavelength  on  the  surface.  The  bandwidth  is  limited  on  the  left  hand 
side,  generally  by  the  stylus  tip  width,  and  on  the  right  hand  side  by  an 
electronic  cutoff  which  has  standard  values  that  are  selectable  on  the 
instrument  itself. 
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Figure  3-10 

Wavelength  Transmission  Limits 
(from  ANSI  B46. 1-1985  [32]) 


GENERAL  NOTE;  Profiles  are  distorted  by  unequal  vertical  vs  horizontal  magnification. 


Figure  3-11 

Effects  of  Various  Cutoff  Values 
(from  ANSI  B46. 1-1985  [32]) 
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Figure  3-11,  also  from  the  ANSI  standard,  shows  results  obtained  for 
various  cutoff  filters.  The  profile  on  top  has  been  measured  without  any 
high-pass  electrical  filtering  whereas  the  others  were  taken  with 
successively  shorter  cutoffs.  The  second  curve  from  the  top  shows  that 
with  a 0.8  mm  cutoff,  some  of  the  more  widely  spaced  features  are 
attenuated  in  the  profile.  At  the  bottom,  however,  you  see  only  the 
finest  features  showing  up  on  the  surface  profile.  Therefore,  as  you 
reduce  the  cutoff,  you  emphasize  shorter  and  shorter  wavelengths  on  the 
surface . 

Figure  3-12  from  Tabenkin  [29]  shows  how  the  cutoff  that  you  use 
should  depend  on  the  finishing  process  for  the  surface  you  are  trying  to 
measure.  For  instance,  the  machining  marks  produced  by  planing  tend  to  be 
widely  spaced;  therefore,  you  need  longer  cutoffs  to  measure  them 
accurately.  On  the  other  hand,  machining  marks  produced  by  polishing  are 
rather  closely  spaced,  and  you  can  use  a short  cutoff  to  profile  those 
marks  accurately. 

STYLUS  TIPS 

In  the  next  series  of  figures,  we  show  some  work  on  measuring  the  tip 
width  or  radius  of  a stylus,  which  is  almost  synonymous  with  its  quality. 
The  method  that  we  prefer  is  the  razor  blade  trace  because  it  is  useful 
for  all  but  the  finest  styli  and  can  be  done  without  removing  the  stylus 
from  the  instrument.  However,  this  method  was  developed  for  an  instrument 
with  an  LVDT  or  other  type  of  direct  profiling  probe.  It  is  probably  not 
useful  with  a motion  sensitive  transducer.  The  technique  [13,16]  is  shown 
in  Fig.  3-13  and  is  quite  easy.  The  stylus  is  stroked  across  a razor 
blade,  which  is  clamped  in  the  jaws  of  a vise.  A new  razor  blade  is  very 
sharp.  Its  edge  may  be  as  small  as  25  nm  (1  /iin)  across,  and  the  apex 
angle  is  roughly  160°.  Therefore,  the  resulting  profile  is  characteristic 
of  the  stylus  itself  rather  than  the  razor  blade. 
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(from  Tabenkin,  [29]) 
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Figure  3-14  shows  a scanning  electron  micrograph  of  the  top  of  a razor 
blade  looking  down.  You  can  see  that  the  edge,  the  dark  line  here,  is 
significantly  smaller  than  1 fim  across.  This  should  be  adequate  for 
measuring  the  quality  of  all  but  the  very  finest  styii. 

The  next  series  of  photos  shows  several  stylus  tips  and  also  three 
methods  used  to  measure  them.  The  stylus  tip  shown  in  Fig.  3-15  is 
interesting  because  this  one  was  used  in  roughness  calibrations  for  at 
least  12  years  in  our  laboratory.  Over  that  time,  we  made  a number  of 
stylus  tip  measurements  and  we  were  not  able  to  measure  any  change  in  the 
stylus  width.  The  shape  was  so  stable  that  its  degradation  was 
unmeasurable.  On  the  left,  we  show  a scanning  electron  micrograph,  in  the 
middle  is  an  optical  micrograph,  and  on  the  right  is  the  razor  blade 
trace.  You  can  see  the  resolution  of  the  razor  blade  trace  is  rather 
comparable  to  that  of  the  scanning  electron  micrograph,  but  the  resolution 
on  the  optical  micrograph  is  much  worse.  It  should  be  noted  that  the 
distance  scale  on  the  right  hand  graph  is  slightly  different  from  the  one 
on  the  left.  The  stylus  has  a flat  tip  about  4 /xm  across. 

Styii  are  available  with  tip  widths  rated  as  small  as  0.1  nm  y.  0.1  /xm. 
These  probably  wear  fast  into  shapes  with  tip  dimensions  on  the  order  of 
0.5  - 1 /xm.  The  stylus  in  Fig.  3-16  is  interesting  because  it  is  rather 
spherical.  Its  1 ;xm  radius  has  been  measured  both  by  the  SEM  and  by  the 
razor  blade  technique.  The  final  stylus  (Fig.  3-17)  has  an  odd  shape, 
insofar  as  it  is  rather  as3nnQmetrical  and  looks  somewhat  weatherbeaten. 
The  resolution  of  this  stylus  is  significantly  worse  than  the  1 /xm  stylus 
and  will  give  you  quite  a different  profile  of  the  surface  than  that  one. 
We  should  add  that  the  control  of  the  stylus  tip  dimensions  is  a rather 
difficult  problem  for  both  manufacturers  and  users  and  for  standards 
committees  as  well.  We  anticipate  that  standards  in  this  area  will  be 
developing  and  changing  in  the  future  to  meet  the  growing  needs  of  surface 
measurement  technology. 
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SEM  or  RA7.0PI  BLADE 


Figure  3-14 


'2.5  /um'  STYLUS 

SEM  OPTICAL  RAZOR  BLADE 


Figure  3-15 

Comparison  of  Stylus  Tip  Profiles  Obtained  by  Three  Techniques 
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Figure  3-16 
Stylus  Tip  Profiles 
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Figure  3-17 
Stylus  Tip  Profiles 
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TRAVERSE  MECHANISMS  AND  REFERENCE  LINES 


We  now  get  into  the  subject  of  how  you  establish  a reference  line  or 
curve.  That  is,  with  respect  to  what  do  you  measure  the  peaks  and 
valleysof  the  surface?  This  question  leads  us  to  discuss  traverse 
mechanisms,  and  we  show  three  design  concepts  in  Fig.  3-18. 

The  left  hand  diagram  shows  the  use  of  a skid.  As  the  assembly 
carrying  the  stylus  traverses  across  the  surface,  the  skid  serves  as  the 
reference  because  it  is  contacting  the  surface  over  a wide  area  of  peaks. 
The  stylus  position  is  effectively  measured  with  respect  to  that  skid. 
This  is  a rather  inexpensive  design;  all  the  same  it  is  capable  of 
producing  profiles  with  high  vertical  resolution.  However,  the  pitfall  in 
using  this  technique  is  that  you  can  produce  a distorted  picture  of  the 
surface  profile,  as  we  will  discuss  later.  Another  technique,  which  is 
more  difficult  to  implement,  is  the  use  of  a smooth  reference  datum.  The 
motion  of  the  carriage  is  constrained  by  sliding  on  the  smooth  reference, 
and  the  vertical  motion  of  the  stylus  is  measured  with  respect  to  the 
carriage.  If  not  carefully  designed,  there  is  potential  here  for  Abbe 
offset  errors  [33]  and  for  errors  due  to  out-of-straightness  of  the 
reference  itself.  A third  solution,  which  avoids  the  problems  connected 
with  sliding  across  the  reference,  is  the  use  of  a flexure  pivot.  The 
stylus  hangs  from  an  assembly  that  rotates  about  the  flexure  pivot.  The 
reference  surface  is  given  by  a plane  that  is  perpendicular  to  the  axis  of 
the  pivot.  This  can  produce  very  stable  motion  and  very  low  mechanical 
noise  on  the  order  of  0.1  nm  or  less.  The  drawback  here  is  the  limit  to 
which  you  can  bend  that  flexure  pivot.  Therefore,  the  traverse  lengths 
are  generally  short  for  this  kind  of  device. 

Figure  3-19  shows  one  of  the  pitfalls  of  using  the  skid  [34].  A 
stylus  instrument  with  a skid  is  traversing  across  a smooth  surface  which 
has  a single  bump.  As  the  stylus  traces  over  the  bump,  you  have  an 
accurate  measurement  of  that  feature,  but  as  the  skid  slides  over  it,  the 
profile  shows  an  apparent  depresssion  in  the  surface  due  to  the  fact  that 
the  reference  skid  has  moved  up.  Therefore,  when  using  a skid  under  some 
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ESTABLISHING  A REFERENCE  LINE 


Figure  3-18 


Pitfall  of  a Skid 


Recorded 

Profile 


Figure  3-19 


conditions,  you  can  produce  a profile  with  erroneous  features  that  do  not 
correspond  to  real  features  on  the  surface. 

Once  we  have  established  a geometrical  reference  line,  we  may  still 
have  to  distinguish  between  roughness  and  waviness  by  applying  some  kind 
of  filter.  Generally,  an  electrical  filter  is  used.  This  subject  will  be 
discussed  in  Sec.  4.  Alternatively,  you  can  analyze  the  profile 
geometrically  by  dividing  the  profile  into  sampling  lengths  and  drawing  a 
best-line  fit  through  each  length  [1].  In  Fig.  3-20A,  the  roughness  of 
the  ground  surface  is  measured  with  respect  to  that  best- line  fit  over 
each  length.  The  division  of  the  profile  into  sampling  lengths  causes  the 
features  that  have  longer  wavelengths  than  the  sampling  length  to  be 
deemphasized.  The  electrically  filtered  mean  line  also  shown  in  Fig.  3- 
20B  is  the  more  standard  approach  and  it  yields  a much  smoother  looking 
curve,  but  this  approach  leaves  distortions  of  the  surface  profile.  You 
can  see  the  peaks  of  the  electrical  mean  line  do  not  line  up  exactly  with 
the  actual  peaks  of  the  surface.  In  Sec.  4,  we  will  discuss  new  types  of 
phase-corrected  filters  that  are  available  in  newer  instruments.  However, 
these  are  not  yet  standardized. 

PITFAIXS 

We  conclude  this  discussion  on  stylus  instrument  parameters  by 
mentioning  a few  pitfalls  of  stylus  instruments  (Fig.  3-21)  in  addition  to 
the  distortion  introduced  by  a skid. 

With  some  types  of  instruments,  the  transducer  may  not  be  linear  or 
the  magnification  settings  may  not  be  equal  to  the  nominal  values.  With 
such  an  instrument,  one  pitfall  is  changing  magnification  after 
calibration.  If  you  calibrate  an  instriiment  on  one  scale  and  then  change 
the  magnification  to  measure  a surface  very  much  smoother  than  your 
calibrating  block,  you  run  the  risk  of  making  an  inaccurate  measurement. 
In  some  cases,  the  linearity  and  the  magnification  settings  are  accurate 
enough  so  that  this  problem  does  not  arise. 
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Figure  3-20 


Pitfalls  of  Stylus  Instruments 

• Changing  Magnification  After  Calibration 

• Using  a Defective  Stylus 

• Using  the  Wrong  Cutoff 


Figure  3-21 
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Another  pitfall  is  using  a defective  stylus.  So  it  is  important  that 
you  perform  quality  checks  on  the  styli  periodically.  Finally,  using  the 
wrong  cutoff  is  a pitfall  that  you  must  take  care  to  avoid.  Figure  3-12 
showed  that  the  cutoff  selection  should  depend  on  the  type  of 
manufacturing  process  that  formed  the  surface. 

AND  Rq 

We  will  discuss  surface  parameters  in  more  detail  in  Sec.  4,  but  at 
this  point  we  describe  two  important  ones.  These  are  the  roughness 
average  R^^  and  rms  roughness  Rq,  whose  definitions  are  shown  in  Fig.  3-22. 
If  you  have  a surface  profile  with  length  L represented  by  the  function 
y(x)  or  by  a set  of  digitized  points  y^ , y^,  . . . then  the  roughness 
average  R^^  is  basically  the  average  deviation  of  that  profile  from  the 
mean  line.  Geometrically,  it  is  given  by  the  total  shaded  area  divided  by 
the  distance  L;  analytically,  it  is  given  by  the  integral  over  0 to  L of 
the  absolute  value  of  y(x)  ; and  digitally,  it  is  the  sum  of  the  various 
y^'s  divided  by  the  total  number  of  them,  N.  The  rms  deviation  of  the 
profile  from  the  mean  line  (Rq)  is  a similar  parameter  and  is  also 
described  briefly  in  Fig.  3-22. 

OTHER  PROPERTIES 

Linearity  is  a key  factor  in  stylus  instruments.  Figure  3-23  shows  a 
test  that  we  did  to  see  whether  one  of  our  LVDT  transducers  gives  the  same 
measurement  of  a surface  feature,  independent  of  where  in  its  range  you 
measure  it.  It  shows  a measurement  of  a step  height  taken  at  4 different 
places  in  the  range  of  the  transducer:  low,  medium,  high,  and  off  scale. 
You  can  see  that  within  the  chart  limits,  which  are  the  recommended  limits 
for  the  range  of  the  transducer,  the  spread  in  the  values  of  the  step 
height  is  only  about  0.4%,  so  the  linearity  is  approximately  0.4%  in  that 
range.  However,  as  soon  as  you  go  beyond  the  maximum  full  scale  reading, 
the  calibration  changes  appreciably. 
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Surface  Parameters 
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Figure  3-22 


Figure  3-23 

Results  for  Linearity  Test  of  Stylus  LVDT 
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Another  interesting  property  of  the  stylus  instrument  is  its  velocity 
variation.  Figure  3-24  shows  an  experiment  on  speed  variation  that  Teague 
[16]  performed  using  an  interferometric  measurement  of  stylus  speed.  The 
measured  speed  varied  by  about  ±2%  over  the  time  of  the  measurement.  The 
conclusion  is  that  this  stylus  instrument  was  fairly  accurate  for 
measurement  of  lateral  spacings  of  surface  features.  A variation  in  speed 
can  introduce  large  distortions  into  the  measured  surface  profile  y(x)  if 
data  are  being  measured  on  a highly  sloped  surface  [37],  An  example  of 
this  would  be  roughness  profiles  measured  on  the  inclined  sections  of  a 
ball. 

DRAWING  TERMINOLOGY 

We  come  now  to  the  subject  of  how  you  specify  surface  roughness  on  a 
drawing.  The  information  here  is  taken  from  the  ANSI  Standard  Y14.36 
[30].  Figure  3-25  [29]  contains  a synopsis  of  the  material  in  Y14.36. 
The  symbol  used  for  representing  surface  texture  is  given  by  V . A 
number  of  surface  properties  can  be  represented  with  it.  The  allowed 
value  of  roughness  average  that  is  specified  is  shown  above  the  V.  It  can 
be  specified  either  as  a maximum  value,  which  may  not  be  exceeded,  or  as  a 
range  of  values  shown  here.  The  cutoff  is  specified  inside  the  surface 
texture  s3rmbol  and  the  lay  of  the  surface  may  be  represented  there  as 
well.  You  may  also  specify  other  parameters  besides  R^^.  These  include 
the  waviness  height  and  the  maximum  waviness  width,  as  well  as  the  maximum 
roughness  spacing.  In  addition,  the  V can  contain  information  about  how 
the  material  should  be  removed.  The  circle  indicates  that  material 
removal  is  prohibited.  A specification  with  a line  means  that  material 
removal  is  required.  You  can  even  specify  an  allowance  for  the  depth  of 
material  removal  to  the  left  of  the  surface  texture  symbol. 

Figure  3-26  shows  seven  ways  for  representing  the  surface  lay.  The 
two  top  ones  are  probably  the  most  important,  since  they  describe  the 
orientation  of  the  lay  with  respect  to  the  line  that  represents  the 
surface  on  the  drawing.  Figure  3-27  shows  examples  of  how  roughness  can 
be  specified  on  a typical  drawing.  You  can  see  that  about  eight  surfaces 
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MATERIAL  REMOVAL  PROHIBITED 


Figure  3-25 
(from  Tabenkin  [29]) 
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Lay 

Sym- 

bol 


Meaning 


Example  Showing  Direction 
of  Tool  Marks 


Lay  approximately  paral- 
lel to  the  line  represent- 
ing the  surface  to  which 
the  symbol  is  applied. 


1 


Lay  approximately  per- 
pendicular to  the  line 
representing  the  surface 
to  which  the  symbol  is 
applied. 


X 


Lay  angular  in  both  direc- 
tions to  line  representing 
the  surface  to  which  the 
symbol  is  applied. 


M 


Lay  multidirectional. 


c 


Lay  approximately  circu- 
lar relative  to  the  center 
of  the  surface  to  which 
the  symbol  is  applied. 


r—t 


R 


Lay  approximately  radial 
relative  to  the  center  of 
the  surface  to  which  the 
symbol  is  applied. 


p’ 


Lay  particulate,  non-di- 
rectional,  or  protuberant. 


Figure  3-26 
Lay  Symbols 

(from  ANSI/ASME  Y14.36  [30]) 
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Fig.  2 APPLICATION  OF  SURFACE  TEXTURE  SYMBOLS 


Figure  3-27 

(from  ANSI/ASME  Y14.36  (1978)  [30]) 
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are  specified  for  roughness  on  this  drawing.  There  is  a general  note  at 
the  bottom  that  if  the  surface  texture  symbol  is  shown  for  a surface,  the 
surface  roughness  should  be  3 . 2 /zm  or  less,  unless  the  roughness  value 
itself  is  specified  as  well.  In  three  cases,  the  roughness  is  specified 
more  tightly  as  1.6  fim  maximum,  and  in  one  case  shown  here  at  the  top,  no 
material  removal  is  allowed. 

CALIBRATION 

We  come  now  to  the  subject  of  calibration  of  stylus  instruments  and, 
in  particular,  calibration  specimens.  There  are  three  kinds  of  specimens 
that  one  might  use  to  investigate  the  properties  of  stylus  instruments. 
The  top  one  shown  here  in  Fig.  3-28  is  a step  height  specimen  which  can  be 
used  to  calibrate  the  gain  of  the  stylus  instrument.  The  middle  profile 
represents  precision  reference  specimens  which  are  usually  highly 
periodic,  highly  uniform  surfaces  where  the  roughness  does  not  change 
significantly  from  place  to  place.  When  this  type  of  specimen  has  a 
calibrated  roughness  value,  it  can  be  used  to  calibrate  the  gain  of  the 
instrument  and  its  response  dynamically.  The  bottom  profile  represents 
roughness  comparison  specimens  or  pilot  specimens  which  may  be  used  to 
test  how  the  instrument  measures  real  components.  The  pilot  specimens  may 
be  used  as  check  standards,  since  they  should  yield  the  same  measured 
value  of  roughness  from  day-to-day.  Therefore,  you  can  use  them,  say,  as 
a way  of  making  sure  that  the  roughness  measuring  instrument  is  giving 
consistent  measurements  from  one  day  to  the  next  for  a line  of  components. 

Figure  3-29  lists  three  important  properties  of  precision  roughness 
specimens  for  the  calibration  of  instruments.  It  shows  schematically  the 
procedure  of  calibrating  a stylus  instrument  wherein  a calibrated 
roughness  specimen  is  measured  and  the  instrument  is  adjusted  to  give  the 
correct  value  of  R^.  A specimen  used  for  this  purpose  should  have  low 
waviness  and  good  uniformity,  and  the  valleys  should  be  significantly 
wider  than  the  stylus  tip  size. 
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Figure  3-28 


IMPORTANT  PROPERTIES  OF 
ROUGHNESS  SPECIMENS: 
WAVINESS,  UNIFORMITY,  WIDTH  OF  VALLEYS 


Figure  3-29 
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You  want  as  small  a waviness  as  possible  because  otherwise  the  surface 
would  be  difficult  to  level  if  you  move  it  from  one  place  to  the  next. 
Second,  the  surface  roughness  should  be  the  same  in  different  places;  that 
is,  it  should  have  a high  uniformity  of  roughness.  Finally,  the  widths  of 
the  valleys  are  important  because  if  you  are  using  the  measured  value 
on  a precision  reference  specimen  to  check  the  gain  of  the  instrument, 
then  you  do  not  want  to  have  that  measurement  be  sensitive  to  the 
stylus  on  the  instrument  itself.  You  want  the  stylus  to  trace  into  the 
bottoms  of  the  grooves  in  order  to  yield  an  accurate  measurement  of  the 
surface  profile  and  ensure  that  the  calibration  measurement  is  independent 
of  the  stylus  itself.  In  some  cases,  roughness  specimens  have  v- shaped 
grooves  and  this  can  be  a disadvantage  for  calibration  at  a small 
roughness  level. 

Specimens  that  we  have  developed  at  NIST  have  sinusoidal  profiles  [7], 
so  the  valleys  are  fairly  wide.  Figure  3-30  shows  three  of  these 
sinusoidal  surfaces.  SRM  2073,  shown  at  the  top,  is  available  to  the 
public  now,  and  the  other  two  should  be  available  fairly  soon.  The  top 
profile  has  a roughness  pattern  with  a peak- to-valley  (P-V)  height  of 
10  /im,  the  next  one  has  3 /xm  P-V,  and  the  bottom  one  has  1 /zm  P-V.  They 
all  have  the  same  wavelength  of  100  ^m  each.  These  specimens  were 
produced  by  diamond- turning . They  were  machined  in  batches  of  about  36  in 
a facing  operation,  and  the  sinusoidal  profile  was  generated  by  a 
numerically  controlled  tool  [38].  Figure  3-31  is  a schematic  diagram  of 
the  process.  NIST  certifies  both  the  roughness  average  Rg^  and  the 
roughness  wavelength  for  these  specimens. 

SOURCES  OF  UNCERTAINTY 

There  are  a number  of  sources  of  uncertainty  in  roughness 
calibrations.  First,  there  is  the  random  uncertainty  of  the  sample 
itself,  i.e.,  the  variations  in  Rg  with  position  on  the  sample  due  to  the 
fact  that  it  is  not  completely  uniform.  Then  you  have  sources  of  error 
that  we  classify  as  calibration  errors.  These,  in  turn,  can  be  classified 
into  systematic  errors  and  random  errors.  We  have  so  far  identified  three 
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Stylus  Profiles  of  the  Three  Roughness  Areas 
of  a Prototype  Specimen 


Figure  3-30 


DtamorKl  Lathe 


Figure  3-31 
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components  of  systematic  errors,  and  three  components  of  random  errors. 
The  first  systematic  component  is  the  uncertainty  in  the  measurement  of 
the  stylus  width  or  radius.  A stylus  with  a large  radius  fails  to  pick  up 
some  of  the  finer  surface  structure  that  may  be  detected  by  a fine  stylus. 
Therefore,  the  measured  is  smaller  for  a larger  radius  stylus.  A 
second  component  of  systematic  error  is  instrumental  noise  which  always 
tends  to  increase  the  measured  Rg^.  Finally,  there  is  the  systematic  error 
in  the  quoted  value  of  the  calibration  step  used  to  calibrate  the  gain  of 
the  stylus  instrioment.  These  are  all  considered  systematic  errors  because 
they  do  not  change  from  day  to  day. 

The  first  source  of  random  error  is  the  uniformity  of  the  calibration 
step  height.  Today  I might  measure  the  calibration  step  in  one  place  and 
tomorrow  measure  it  at  a slightly  different  place  where  the  step  height  is 
slightly  different.  If  so,  I am  producing  a variation  in  the  calibration 
of  the  instrument  from  day  to  day  due  to  the  nonunformity  of  the 
calibrating  step.  Second,  there  are  the  instrumental  errors  due  to 
digitization,  sampling,  and  nonlinearity  that  occurs  when  the  instrument 
is  calibrated.  Third,  the  error  due  to  transducer  nonlinearity  occurs 
again  when  the  roughness  specimen  is  measured.  The  magnitudes  of  these 
errors  and  the  methods  of  adding  them  are  described  in  Appendix  A,  taken 
from  NIST  calibration  reports  for  step  height  and  roughness  measurements. 

3-D  PROFILING 

Up  till  now,  we  have  been  discussing  2-D  profiling.  However,  one  can 
also  perform  3-D  surface  mapping  with  stylus  instruments  [11,25].  Figure 
3-32  shows  a research  instrument  that  was  developed  at  NIST  to  do  3-D 
surface  mapping.  It  uses  a commercial  LVDT  transducer.  The  surface  is 
translated  under  the  transducer  in  a raster  fashion  to  produce  a map  of 
the  surface  roughness.  The  displacement  in  two  directions  is  accurately 
measured  by  laser  interferometry.  Such  an  instrument  yields  surface  maps 
like  the  one  in  Fig.  3-33.  This  is  an  intensity  map  in  which  the  bright 
regions  are  high  points  on  the  surface,  and  the  dark  regions  are  valleys. 
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Figure  3-32 

Three  Dimensional  Stylus  Instrument 
(from  Teague  et  al.  [25]) 


Figure  3-33 

Surface  Map  Obtained  with  3-D  Stylus  Instrument 
(from  Teague  et  al.  [25]) 
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The  surface  depicted  here  is  a fairly  smooth  one  with  an  on  the  order 
of  0.15  /zm  or  about  6 /zin. 

Three-dimensional  mapping  offers  the  potential  for  much  more  complete 
information  on  surface  roughness  than  two-dimensional  profiles.  However, 
the  investment  for  these  types  of  instruments  is  considerably  higher  than 
the  cost  for  profiling  instruments. 

We  conclude  this  section  on  stylus  measurements  by  reviewing  some  of 
the  characteristics  of  stylus  instruments.  Stylus  instruments  produce 
detailed  quantitative  profile  outputs  and  their  ratio  of  range -to - 
resolution  in  both  the  horizontal  and  the  lateral  directions  is  excellent. 
Therefore,  the  stylus  instrument  is  a versatile  surface  measurement 
technique . 

The  stylus  has  potential  for  damaging  the  test  surface.  In  ordinary 
use  you  only  do  two-dimensional  profiling  of  the  surface;  3-D  mapping 
would  require  special  operation.  Stylus  instruments  are  also  difficult  to 
adapt  to  curved  surfaces  unless  you  use  a skid.  However,  counterexamples 
exist  in  the  research  literature.  For  example,  Whitenton  and  Blau  [36] 
have  used  the  stylus  technique  to  measure  the  wear  volume  and  surface 
parameters  of  wear  scars  on  balls. 
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SECTION  4 

FILTERING  AND  PARAMETERS 


INTRODUCTION 

Surface  texture  plays  an  important  part  in  the  functional  performance 
of  many  engineering  components.  In  addition  surface  texture  is  often  used 
as  a fingerprint  of  the  process,  and  the  process  is  controlled  based  on 
information  obtained  from  surface  texture  measurement  [1].  Hence, 
characterization  of  surface  texture  has  received  considerable  attention  in 
recent  years.  One  facet  of  this  attention  is  the  correct  measurement  of 
surface  texture  to  obtain  quantitative  descriptors.  In  this  section,  the 
discussion  is  focused  on  mechanical  and  electrical  filtering  and  their 
effects  on  numerical  evaluation  of  surface  profile  parameters, 

CONSTITUENTS  OF  SURFACE  TEXTURE 

Surface  texture  is  the  fingerprint  left  on  the  workpiece  by  the 
manufacturing  process.  The  texture  is  a combination  of  different 
wavelengths  introduced  by  various  aspects  of  the  manufacturing  process  and 
is  generally  classified  into  different  regions  based  on  wavelength 
(Fig.  4-1). 

The  roughness  irregularities  produced  by  the  tool  feed  marks  and  the 
deviations  within  these  tool  marks  due  to  the  rupture  of  metal  is  often 
referred  to  as  primary  texture  [44] . Irregularities  of  longer  wavelengths 
due  to  vibration,  machine  or  work  deflection,  or  inaccuracies  in  machine 
tools  such  as  lack  of  straightness  of  the  slideways  or  unbalance  of  the 
grinding  wheel  may  be  referred  to  as  secondary  texture  (waviness  and  form 
error) . 

The  measured  profile  is  a combination  of  the  primary  and  secondary 
texture.  These  distinctions  are  useful  but  they  are  arbitrary  in  nature 
and  hence,  vary  with  manufacturing  processes.  It  has  been  shown,  but  not 
conclusively  proven  that  the  functional  effects  of  form  error,  waviness 
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and  roughness  are  different.  Therefore,  it  has  become  an  accepted 
practice  to  exclude  waviness  before  roughness  is  numerically  assessed. 

MEASUREMENT  OF  SURFACE  PROFILE 

The  most  common  technique  for  measuring  surface  profile  makes  use  of  a 
sharp  diamond  stylus.  The  stylus  is  drawn  over  an  irregular  surface  at  a 
constant  speed  to  obtain  the  variation  in  surface  height  with  horizontal 
displacement  (Fig.  3-1).  According  to  international  standards,  a stylus 
may  have  an  included  angle  of  60°  or  90°  and  a tip  radius  of  curvature  of 
2,  5,  or  10  /zm  [2].  One  type  is  a truncated  pyramid,  with  a 90°  included 
angle  between  opposite  faces  (Fig.  4-2)  , Its  tip  is  a plateau  whose 
dimensions  are  approximately  3 fim  in  the  direction  of  travel  and  8 /zm  in 
the  other  direction.  It  would  seem  that  a profile  containing  many  peaks 
and  valleys  with  radius  of  curvature  of  10  ^m  or  less  and  slopes  steeper 
than  45°  would  be  likely  to  be  misrepresented  by  such  a stylus.  In  the 
measurement  of  real  surfaces , this  problem  does  not  arise  because  the 
slopes  are  usually  around  10°  (Fig.  3-7). 

Variations  in  the  tip  radius  of  the  stylus  affect  the  shape  of  the 
traced  profile.  The  tip  radius  of  the  stylus  traces  only  an  envelope  of 
the  actual  profile.  The  resolution  of  the  envelope  profile  depends  on  the 
actual  contact  between  the  stylus  and  the  actual  profile.  As  the  stylus 
radius  increases,  contact  is  made  with  fewer  points  on  the  surface,  and 
hence,  the  profile  gets  modified  (Fig.  4-3).  Increasing  the  stylus  radius 
tends  to  reduce  the  measured  value  of  average  amplitude  parameters  like 
[3],  However,  the  relative  effect  on  is  not  as  great  as  on  peak- to - 
valley  parameters  and  others  that  are  sensitive  to  the  finest  structures 
on  the  surface  [43], 

The  stylus  instruments  can  be  used  with  two  different  datum 
attachments  (Fig.  4-4) . One  is  a fixed  reference  datum  (a)  , which 
constrains  the  motion  of  the  pick-up  to  a horizontal  plane  or  a smooth 
curve.  The  transducer  gives  the  instantaneous  height  difference  between 
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Fig.  4-2  Example  of  a Stylus  Tip  Shape 


(from  T.R.  Thomas  [37]) 
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Fig.  4-3  Effect  of  Stylus  Radius 


(from  Radhakr ishnan  [3]) 


55 


RCfCRCNCC 
Datum  


TOLLOwCS 

stylus  moving 

VCWTiCALLV  with 
fiCSPCCT  TO 
MOUNTING 





VCRTICal  MOVEUCNT  Of  MOUMTIMC 
CONTROLtrO  AT  A RCfCRCNCC 
DATUM  HORiIONTal  TRavCR&C 

motor  driven 


(•) 


(o)  TBUC  DATUM 

(b)  SURTACC  datum,  SINGLC  skid 

(c)  SORFACC  DATUM,  MULTIFLC  SKIDS 
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the  stylus  and  the  motion  of  the  pick-up  assembly.  This  is  the  ideal  way 
to  measure  the  surface  profile.  Unfortunately,  this  method  requires  a 
leveling  setup  procedure  by  a skilled  operator.  In  order  to  reduce  the 
setup  procedure,  a skid  may  be  used  as  a datum.  The  skid  is  a blunt  foot 
having  a large  radius  of  curvature,  and  it  is  placed  either  besides  or 
behind  the  stylus  (b  and  c) . The  transducer  thus  senses  the  difference  in 
level  between  the  stylus  and  the  skid.  The  skid  provides  the  necessary 
datum  and  in  so  doing,  it  acts  as  a mechanical  filter  to  attenuate  the 
long  spatial  wavelengths  of  the  surface.  Comparison  of  Fig.  4- 5a  and  b 
shows  how  the  use  of  a skid  can  modify  the  measured  surface  profile. 
Figure  4-5c  shows  the  profile  path  of  the  skid  itself  over  the  surface. 

As  a consequence  of  using  the  skid,  the  long  wavelength  information  is 
lost.  If  those  long  wavelengths  are  functionally  relevant,  then  the  use 
of  a skid  should  be  avoided.  In  addition,  the  use  of  a skid  on  periodic 
surfaces  or  on  surfaces  with  discrete  peaks  could  result  in  distortion  of 
the  measured  profile. 

SEPARATION  OF  WAVINESS  AND  ROUGHNESS  (FILTERING) 

The  numerical  evaluation  of  roughness  is  always  preceded  by  removal  of 
waviness  from  the  measured  profile.  This  can  be  achieved  in  a surface 
texture  measuring  instrument  by  using  an  analog  or  digital  filter  [4-6]. 
In  order  to  exclude  waviness,  a limiting  wavelength  has  to  be  specified. 
This  limiting  wavelength  is  referred  to  as  cutoff.  The  cutoff  is  given  in 
mm  or  inch  and  the  following  values  are  available  in  many  instruments, 
0.08,  0.25,  0.8,  2.5,  and  8 mm.  The  cutoff  selected  must  be  short  enough 
to  exclude  irrelevant  long  wavelengths  and  at  the  same  time  long  enough  to 
ensure  that  enough  texture  has  been  included  in  the  assessment  to  give 
meaningful  results.  Usually  five  cutoff  lengths  are  used  for  assessment, 
and  the  overall  traverse  length  is  seven  cutoff  lengths  (see  Fig.  4-6) 
[2]. 
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a)  WITHOUT  SKID 


^ ) WITH  SKID 
^ ) LOCUS  OF  SKID 


Fig.  4~5  Effect  of  Skid 
(from  Thomas  [37]) 
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Fig.  4-6  Assessment  of  Surface  Profile 
(from  ISO  4287/1  [2]) 


A - One  Type  of  Phase-Corrected 
Filter 

B - Standard  Filter 


Fig.  4-7  Transmission  Characteristics  of  a Standard  2RC  Filter 

(C,  D,  E,  approximate  2ym  stylus  transmission  for 
sinusoidal  profiles  with  values  0.3,  1.0,  and  3.0ym) 

(from  Reason  [39]) 
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Standard  Filter 


The  transmission  characteristics  of  a standard  filter  used  in 
instruments  are  shown  as  curve  B in  Fig.  4-7.  The  signal  emerging  from 
the  filter  is  often  referred  to  as  the  filtered  profile  or  modified 
profile.  The  modified  profile  is  used  for  computing  surface  parameters 
like  and  Rq.  When  the  profile  is  passed  through  the  standard  2RC 
filter,  the  components  of  surface  texture  get  attenuated  according  to 
their  wavelengths.  Also  these  components  get  shifted  in  time  (or  phase) 
by  different  amounts  [5]  . The  result  of  this  relative  shifting  is  that 
the  filtered  profile  is  a distorted  version  of  the  original  profile.  This 
distortion  is  referred  to  as  phase  distortion.  Figure  4-7  also  shows  one 
type  of  phase-corrected  filter  (discussed  below)  that  could  be  used 
instead.  In  addition,  curves  C,  D,  and  E simulate  the  mechanical 
filtering  action  of  the  stylus  at  very  short  wavelengths. 

The  nature  of  this  phase  distortion  is  illustrated  in  Fig.  4-8.  In 
general,  it  can  be  said  that  phase  distortion  has  little  effect  on 
parameters  such  as  the  rms  roughness,  autocorrelation  function,  and  power 
spectrum  (to  be  discussed  later) . It  affects  parameters  such  as  peak 
height  values  and  their  distributions,  amplitude  density  curves,  bearing 
areas,  and  first  and  second  derivatives  from  which  slopes  and  curvatures 
of  crests  are  derived  [40] . 

Figure  4-9  shows  the  mean  line  obtained  with  five  different  filtering 
techniques  for  both  a repetitive  triangular  profile  and  a random  profile 
[40]  . Curves  c correspond  to  the  standard  filter.  The  phase  lags  are 
apparent  here  for  both  types  of  profiles.  The  mean  lines  in  a and  b are 
straight  lines  defined  over  a chosen  sampling  length.  Case  a is  a center 
line  as  defined  in  British  Standard  1134  [40,42]  and  case  b is  a least- 
squares  straight  line.  These  approaches  lead  to  discontinuities  in  the 
profiles.  Curve  b also  illustrates  how  the  resulting  least-squares  line 
for  the  repetitive  profiles  depends  on  the  sampling  length  that  is  chosen. 
The  rolling  circle  mean  line  (curve  d)  simulates  the  mechanical  filtering 
action  of  a ball  rolling  on  the  surface.  Lastly,  the  phase-corrected  mean 
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Fig.  4-8  Distortion  produced  by  the  Standard  filter 
of  waveforms  whose  period  is  only  slightly 
smaller  than  the  cutoff. 

(from  Reason  [40]) 
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Line  Obtained  From  Different  Techniques 


line  (curve  e)  is  calculated  as  a weighted  moving  average  of  the  profile 
points  over  a finite  length. 

Phase  Corrected  Digital  Filters 

In  order  to  overcome  the  undesirable  phase  characteristics  of  the 
standard  two-stage  RC  filter,  a new  class  of  filters  has  been  developed 
[5],  using  digital  techniques  implemented  on  microcomputers.  These 
filters  have  linear  phase  characteristics  and  they  are  generally  referred 
to  as  phase-corrected  filters  in  the  context  of  surface  profile  analysis. 
Such  a filter  is  generally  implemented  in  the  form  of  a recursive 
equation. 

Furthermore,  the  developments  in  digital  signal  processing  have  led  to 
the  use  of  digital  transform  techniques  for  filtering  surface  profiles 
[7,8].  Figure  4-10  shows  the  general  procedure  using  a Fast  Fourier 
Transform  (FFT) . 

ISO  Phase-Corrected  Filter  (Proposed) 

The  International  Organization  for  Standardization  has  been  working  on 
standardizing  phase-corrected  filters  for  surface  profile  processing.  The 
transmission  characteristic  of  the  proposed  ISO  phase-corrected  filter  is 
shown  in  Fig.  4-11  [9].  Its  attenuation  near  the  cutoff  is  sharper  than 
that  of  the  standard  2RC  filter.  In  addition,  the  nominal  cutoff  itself 
is  defined  differently.  The  cutoff  is  the  50%  transmission  point  for  the 
ISO  filter,  whereas  it  has  been  75%  for  the  standard  2RC  filter.  The  main 
reason  for  the  switch  to  the  50%  transmission  at  the  cutoff  is  to  enable 
the  use  of  a single  filter  to  obtain  both  the  roughness  and  waviness  [9]  . 
The  ISO  proposal  is  based  on  the  constraint  that  the  sum  of  the  roughness 
and  the  waviness  profiles  should  equal  the  original  (unfiltered)  profile. 
Therefore,  if  a filter  that  emphasizes  long  spatial  wavelength  (low-pass) 
is  used  first  to  obtain  the  waviness,  then  the  waviness  profile  can  be 
used  as  a mean  line  to  obtain  the  roughness.  This  can  be  achieved  by 
numerically  subtracting  the  waviness  from  the  unfiltered  profile. 


63 


Input  signid 


Fig.  A-10  Filtering  of  Surface  Profiles  Using  FFT 


Fig.  4-11  Transmission  Characteristics  of  Proposed  ISO  and 
Phase-Corrected  Filter 

(from  ISO  TC57  [9]) 
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Figure  4-12  shows  a comparison  of  the  results  (for  a ground  surface 
profile)  obtained  from  the  proposed  ISO  filter  and  the  standard  2RC 
filter.  The  top  curve  is  the  unfiltered  profile  which  shows  a fine 
roughness  pattern  superimposed  on  a long- scale  waviness  pattern.  Curve  b 
shows  the  waviness  profile  obtained  with  the  proposed  low-pass  ISO  filter 
with  cutoff  (50%)  of  0.8  mm.  This  may  be  contrasted  with  waviness  curve  c 
obtained  with  the  standard  2RC  filter.  The  proposed  ISO  filter  has  a 
sharper  spectral  cutoff  than  the  standard  one.  Therefore,  the  ISO 
waviness  profile  has  less  contribution  from  short  wavelength  components 
and  hence  is  smoother. 

Likewise,  curves  d and  e show  that  the  roughness  profile  is  defined 
better  by  the  high-pass  ISO  filter  than  the  standard  one.  Curves  b and  d, 
when  added  together,  yield  the  total  profile,  curve  a,  by  definition, 
whereas  curves  c and  e do  not. 

The  recommended  method  of  realizing  the  proposed  ISO  filter  is  to 
calculate  a moving  average  of  the  surface  profile  with  a Gaussian 
weighting  function.  The  weighting  function  S(x)  for  the  proposed  filter 
is  shown  in  Fig.  4-13  and  given  by 


-7r(x/aA  )^ 

S(x)  = (l/aA^)e 


(1) 


where , 

X = position  from  the  center  of  the  weighting  function, 

= nominal  cutoff  wavelength  of  the  profile  filter, 

a = JJrOfk  = 0.4697  . 

SURFACE  TEXTURE  PARAMETERS 

In  general,  surface  topographies  are  highly  complex  owing  to  the  fact 
that  many  surface  finishing  processes  such  as  polishing  and  grinding  are 
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(a)  without  filter 


Waviness  P-V  Height  = 4.0yin 


t-  • t ^ - I • - I ! - •«  • "f 


Fig.  4-12  Profile  Diagrams  of  a Ground  Aluminum  Surface 
with  Two  Filtering  Procedures 

(from  G.  Henzold  [41]) 
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Fig.  4-13  Weighting  Function  of  ISO  (proposed)  Filter  [9] 


statistical  by  nature.  Characterization  of  such  surfaces  requires 
statistical  descriptors.  There  are  basically  two  kinds  of  descriptors: 
parameters  such  as  rms  roughness  which  attempt  to  quantify  some  aspect  of 
the  surface  statistics  with  a single  number,  and  surface  statistical 
functions,  such  as  the  power  spectral  density.  Many  of  these  statistical 
parameters  and  functions  have  been  developed  previously  to  characterize 
random  processes.  In  the  following  paragraphs,  a few  of  these  quantities 
are  described. 


There  are  a great  variety  of  surface  parameters , many  of  which  have 
been  developed  to  characterize  the  function  of  surfaces  for  particular 
applications  [10-14].  In  fact  something  like  50-100  parameters  have  been 
defined  for  industrial  use  and  many  of  these  appear  in  national  standards 
as  well  [15].  Nevertheless,  the  confusing  field  of  surface  parameters  may 
be  classified  adequately  into  four  categories:  height  parameters,  shape 
parameters,  wavelength  parameters,  and  combinations  of  these  known  as 
hybrid  parameters. 


Height  Parameters 


The  most  common  statistical  descriptors  of  surface  height  are  the 
roughness  average  and  the  rms  roughness  Rq.  These  are  closely  related, 
being  given  by  the  following  formulas,  shown  in  continuous  and  discrete 
form, 

pL  N 

R = (1/L)  |y(x)|dx  = (1/N)  ^ |y  | , (2) 

^ Jq  i=l  "■ 


R 

q 


C T 1 

ft  ^ 

1/2 

r N 1 

(1/L)  y (x)dx 

= 

(1/N)  Z y. 

1 *^0  J 

1 i=l  J 

1/2 


(3) 


The  various  terms  in  these  formulas  are  shown  in  Fig.  3-22.  R^  and  Rq 
are  both  useful  descriptors  for  the  average  height  of  surface  profiles  and 
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are  used  widely  in  general  quality  control.  The  rms  roughness  is  commonly 
specified  for  the  surfaces  of  optical  components.  In  general,  the  lower 
the  rms  roughness  of  an  optical  component,  the  less  stray  light  and  the 
higher  the  quality  of  the  component.  is  used  in  the  automotive  and 
other  metalworking  industries  to  specify  surface  finish  of  many  types  of 
components  ranging  from  cylinder  bores  to  brake  drums  [16]. 

In  general,  these  parameters  are  insensitive  to  wavelength  and  small 
changes  in  profile  geometry.  These  parameters  are  also  not  intrinsic 
properties  of  the  profile.  Their  value  increases  generally  as  the  square 
root  of  the  sampling  length  [17],  and  this  behavior  may  be  understood  in 
terms  of  random  walk  methods  for  analyzing  surface  profiles. 

In  addition  to  these  average  height  parameters,  extreme  height 
parameters  have  been  defined  for  one  application  or  another.  Figure  4-14 
gives  a few  of  these  extreme  height  parameters  [6]. 

Wavelength  Parameters 

These  are  used  to  characterize  the  spacings  of  the  peaks  and  valleys 
of  the  surface.  The  spacings  or  wavelengths  are  often  characteristic  of 
the  process  that  formed  the  surface,  such  as  the  shot  size  for  a blasted 
surface,  the  grit  size  of  the  grinding  wheel  or  the  feed  of  a tool.  A 
typical  wavelength  parameter,  recognized  as  standard  by  the  International 
Organization  for  Standardization  (ISO)  [2],  is  the  mean  peak  spacing  Sjjj 
(Fig.  4-15),  which  may  be  defined  for  a surface  profile  as  the  average 
spacing  between  two  successive  negative  going  crossings  of  the  mean  line. 

Shape  Parameters 

The  periodic  profiles  in  Fig,  4-16  all  have  the  same  and  wavelength 
but  different  shapes  and  hence  may  perform  differently  for  different 
applications.  In  particular,  profile  (b)  represents  a good  bearing 
surface,  profile  (a)  a poor  one.  Because  of  its  facets,  profile  (c)  is 
best  for  use  as  a diffraction  grating,  whereas  one  of  the  other  surfaces 
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ROUGHNESS 


Fig.  4-14  Extreme  Height  Parameters 
(from  ANSI  46.1  [6] ) 
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Fig.  A-15  Mean  Peak  Spacing  Parameter 
(from  ISO  A287/1  12]) 
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16  Surface  Profiles  and  Skew  Parameter 


may  be  most  suitable  for  lubricated  sliding.  Shape  parameters  help  to 
quantify  the  differences  between  these  surfaces.  The  most  important  one, 
the  skewness,  Rg]^  or  Sk,  is  a measure  of  the  symmetry  of  the  profile  about 
the  mean  line.  It  is  defined  as 


(4) 


According  to  this  definition,  the  skewness  of  the  profile  (a)  in  Fig.  4-16 
is  positive,  whereas  its  opposite  number,  profile  (b) , has  negative 
skewness  and  the  other  profiles  are  S3niimetrical  and  have  zero  skewness. 

Stout  and  coworkers  [18]  studied  the  evolution  of  skewness  and  a 
similar  shape  parameter  known  as  kurtosis  during  a laboratory  simulation 
of  the  running-in  period  of  automobiles.  They  characterized  the  values  of 
skewness  and  kurtosis  for  surfaces  that  had  reached  a stable  surface 
condition  after  running  in.  Therefore,  in  the  case  of  cylinder  bores,  the 
skewness  is  a functional  parameter  whose  value  serves  as  an  indicator  of 
surface  condition. 


Hybrid  Parameters 

Slope  and  curvature  are  two  examples  of  quantities  that  combine  the 
concepts  of  height  deviation  and  lateral  displacement  and  hence  are  termed 
hybrid  parameters.  They  may  be  defined  analytically  or  digitally  in  ail 
manner  of  ways  [19],  Hybrid  parameters  of  one  kind  or  another  have  found 
usefulness  in  a number  of  areas  of  tribology  such  as  theories  dealing  with 
elastic  contact  [20]  and  thermal  conductance  [21]. 

STATISTICAL  FUNCTIONS 

More  complete  statistical  descriptions  of  the  properties  of  surface 
profiles  may  be  obtained  from  statistical  functions  such  as  those  used  in 
connection  with  random  process  theory  and  time  series  analysis  [22,23]. 
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Four  important  ones  are  the  amplitude  density  function  or  height 
distribution,  the  bearing  area  curve,  the  autocorrelation  function,  and 
the  power  spectral  density.  The  definitions  and  applications  of  these 
functions  are  described  in  several  works  [22-29].  As  examples,  we  discuss 
the  power  spectral  density  and  the  autocorrelation  function  in  detail. 


Power  Spectral  Density 


The  power  spectral  density  (PSD)  decomposes  the  surface  profile  into 
its  Fourier  components  or  spatial  frequencies  (F) . It  is  given 
analytically  by 


PSD(F)  = lim  f 

L-Hx>  ^ 


(5) 


or  in  digitized  form  by 


PSD(F)  = PSD(k/L)  = PSD(k/NA)  = 


NA 


N 


I 

j=l 


Ay(j  )e 


-i27rkj/N 


(6) 


A is  the  lateral  point  spacing  of  the  digitized  data  points,  the  total 
length  of  the  profile  L is  equal  to  NA,  and  the  set  of  spatial  frequencies 
(F)  in  the  digitized  PSD  are  given  by  k/L,  where  k is  an  integer  that 
ranges  from  1 to  N/2.  The  spatial  wavelength  is  the  inverse  of  the 
spatial  frequency.  The  calculation  of  the  digital  Fourier  transform  in 
Eq.  (6)  may  be  speeded  up  enormously  by  using  Fast  Fourier  Transform  (FFT) 
algorithms  [30,31]. 

In  Fig.  4-17  we  see  how  the  power  spectral  density  is  sensitive  to  the 
different  characteristics  of  surfaces  produced  by  different  processes.  In 
this  figure,  the  x-axis  is  labelled  inversely  with  surface  wavelengths 
rather  than  directly  with  spatial  frequencies.  Curve  a shows  the  PSD 
plotted  for  a highly  sinusoidal  surface,  a prototype  of  ones  available 
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POWER  SPECTRAL  DENSITY  OF  SURFACE  PROFILE 
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Fig.  4“  17  Power  Spectral  Density  Function 
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from  NIST  as  standard  reference  materials  [32,33].  The  Fourier  amplitude 

_ 1 

at  the  fundamental  frequency  of  0.01  //m  (wavelength  = 100  fj,m)  is  the 
dominant  feature  in  the  curve,  but  imperfections  in  the  sinusoidal  nature 
of  the  surface  are  also  evident  from  the  presence  of  higher  harmonics  in 
the  spectrum.  By  contrast  the  PSD,  curve  c,  for  a more  random  surface, 
profile  b,  produced  by  grinding,  has  a fairly  monotonic,  albeit  somewhat 
randomized,  distribution  with  little  evidence  for  periodic  components. 

The  PSD  for  the  ground  surface  points  out  a ubiquitous  phenomenon  for 
all  but  the  most  artificial  of  finished  surfaces , that  the  power  spectral 
density  function  generally  increases  with  spatial  wavelength  up  to 
wavelengths  on  the  scale  of  the  dimensions  of  the  surface  itself.  This 
phenomenon  results  from  random  effects  present  in  nearly  all  surface 
finishing  processes  [26]  and  may  be  described  by  statistical  arguments 
analogous  to  those  that  describe  the  wandering  of  particles  in  Brownian 
motion  [34].  The  phenomenon  was  dramatically  illustrated  by  Sayles  and 
Thomas  [34]  who  plotted  the  PSD's  for  a number  of  different  surfaces 
ranging  from  lapped  steel  to  the  surface  of  the  moon.  In  all  cases,  a 
generally  monotonic  increase  of  PSD  with  wavelength  was  observed.  In  Fig. 
4-17,  the  reason  why  the  PSD  for  the  ground  surface  decreases  suddenly 
near  zero  spatial  frequency  is  that  the  measurement  bandwidth  itself  was 
limited  by  the  stylus  trace  length. 

The  above  leads  to  a question  of  whether  these  statistical 
observations  concerning  the  PSD  break  down  for  very  small  scale 
measurements  where  individual  lattice  steps  can  be  recognized  in  the 
surface  profile.  How  do  the  statistics  change  when  the  surface  heights 
are  quantized?  Such  a question  may  be  answered  with  the  recently 
developed  technique  of  scanning  tunneling  microscopy. 

Autocovariance  and  Autocorrelation 

Another  way  to  look  at  the  information  presented  by  the  power  spectral 
density  is  to  take  its  Fourier  transform  to  arrive  at  the  autocovariance 
function 
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(7) 


B(r) 


T_27rF  T 

PSD(F)e  dF 


Alternatively,  the  autocovariance  function  may  be  calculated  directly  from 
the  profile  itself.  That  formula  is  given  by 

B(r)  = f [ y(x)y(x+r)dx  , (8) 

^ Jo 

where  the  quantities  L and  y(x)  have  been  defined  previously. 

The  value  of  the  autocovariance  function  at  zero  shift  (r=0)  is  by 
definition  equal  to  the  rms  roughness  of  the  profile,  provided  that  an 
appropriate  mean  line  has  been  subtracted  out  of  the  profile  to  arrive  at 
y(x)  . When  the  autocovariance  function  is  normalized  by  dividing  by  the 
zero  shift  value,  the  result  is  known  as  the  autocorrelation  function, 
C(r). 


C(r) 


B(r)/R^ 


pL  pL 

y(x)y(x+r)dx  / 


(x)dx 


(9) 


If  we  take  into  account  the  fact  that  the  overlap  between  the  shifted 
and  unshifted  profiles  must  decrease  as  the  shift  distance  increases  for  a 
finite  length  profile  and  simultaneously  use  the  digital  formulation,  the 
autocorrelation  function  may  be  described  by 

1 N-j  N 

c = C(r)  = — X y(i)y(i+j)  / I y (i)  • (10) 

The  autocovariance  and  autocorrelation  functions  are  useful  for 
visualizing  the  relative  degrees  of  periodicity  and  randomness  in  surface 
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profiles.  For  example,  Fig.  4-18  shows  autocorrelation  functions  for  a Ge 
and  Si  surface  calculated  from  surface  profiles  measured  by  stylus.  Both 
surfaces  were  produced  by  single -point  diamond  machining  under  similar 
conditions,  but  the  periodicity  imposed  by  the  feed  of  the  tool  is  much 
stronger  on  the  Si  surface;  hence,  its  autocorrelation  function  is  highly 
periodic.  Because  of  its  more  random  surface  topography,  the  Ge  surface 
exhibits  a strongly  decaying  autocorrelation  function  with  only  a small 
amount  of  periodicity  shown  as  a barely  visible  oscillation.  From  these 
studies,  it  is  not  clear  what  properties  of  the  materials  or  cutting 
processes  produced  the  differences. 

Therefore,  as  measures  of  the  lateral  structure  of  surfaces,  the  PSD 
and  the  autocorrelation  function  seem  to  be  useful  in  different  ways.  The 
PSD  is  useful  for  studying  the  strengths  of  various  periodic  components  in 
the  surface  profile  and  for  comparing  these  with  the  strength  of  the  broad 
spectrum  due  to  the  random  components.  The  autocorrelation  function  is 
useful  for  observing  directly  the  lateral  extent  of  the  structures  on  the 
surface  by  studying  the  decay  in  the  function  near  zero  shift. 

OTHER  DESCRIPTORS 

As  stated  before,  scores  of  parameters  and  functions  have  been 
developed  to  quantify  stylus  profiles  of  surfaces,  many  of  these  for  the 
fields  of  tribology,  mechanical  engineering,  and  optical  engineering. 

It  is  likely  that  in  surface  science  too,  other  topographic  parameters 
can  be  developed  that  correlate  well  with  performance.  For  example, 
Blakely  and  Somorjai  [35]  and  others  [36]  have  correlated  the  ability  of  a 
surface  to  foster  certain  surface  chemical  reactions  with  the  presence  of 
lattice  steps  on  the  surface.  These  ideas  could  be  quantified  in  terms  of 
a step  density  parameter  that  might  be  defined  as  the  fraction  of  surface 
atoms  that  are  adjacent  to  lattice  steps.  It  should  be  noted  that  step 
orientation  is  an  important  factor  as  well,  so  such  a step  density 
parameter  might  become  further  refined  as  a vector  quantity.  Such  a 
parameter  could  conceivably  be  correlated  with  surface  reactivity  for 
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Fig.  4-18  Autocorrelation  Function  for  Two  Machined  Surfaces 
(The  surfaces  were  supplied  by  E.L.  Church.) 
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certain  chemical  processes.  Other  surface  science  phenomena  that  depend 
on  roughness  include  surface  plasmon  coupling  and  surface  enhanced  Raman 
scattering.  Specific  topographic  parameters  could  be  discovered  to 
correlate  with  these  processes  as  well. 
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SECTION  5 

A SURVEY  OF  PROFILING  TECHNIQUES 


In  Section  2,  we  classified  the  surface  texture  techniques  into 
profiling  and  area  techniques.  Until  now  we  have  been  discussing  only 
stylus  profiling  techniques.  This  section  deals  with  other  profiling 
techniques  and  the  next  one  with  area  techniques . 

FRINGE- FIELD  CAPACITANCE 


Figure  5-1  shows  a schematic  diagram  of  the  recently  developed  fringe - 
field  capacitance  instrument  for  surface  profiling.  The  instrument  has 
been  developed  by  Garb  ini  et  al.  [1]  at  the  University  of  Washington  and 
may  soon  be  commercially  available.  It  uses  a thin  knife-edge  conductor 
embedded  in  an  insulator  which  scans  over  the  surface.  The  insulator 
serves  as  the  skid,  and  the  capacitance  between  the  knife-edge  and  the 
surface  is  sensitive  to  the  peaks  and  valleys  underneath  the  average  plane 
of  that  skid.  The  instrument  has  been  shown  to  yield  quite  accurate 
profiles  for  a number  of  surfaces  upon  which  it  has  been  tested.  One  of 
the  disadvantages  of  the  fringe  field  capacitance  instrument  is  the  use  of 
the  skid,  a procedure  that  can  result  in  a distorted  profile,  as  we 
discussed  before.  One  of  the  potential  advantages  is  its  potential  for 
dimensional  inspection,  as  well  as  surface  inspection.  Early  studies  with 
this  instrument  have  shown  a great  potential  for  high  speed  measurement  of 
both  the  dimension  and  roughness  of  hole  bores. 

OPTICAL  SECTIONING 

We  now  discuss  optical  profiling  techniques  which  have  the  advantage 
that  they  are  generally  non-contacting.  The  class  of  optical  techniques 
may  be  divided  into  three  major  subclasses:  optical  sectioning, 
interferometry,  and  focus  detection. 

Optical  sectioning  [2]  is  a useful  method  for  quickly  obtaining  a 
surface  profile.  Figure  5-2  shows  how  it  works.  The  surface  is  located 
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Figure  5-1 

Shematic  of  Fringe  Field 
Capacitance  Sensor 
(from  Garbini  et  al.  [1]) 


LIGHT  SECTIONING  MICROSCOPE 


'light  Source  § 

Cond«nMr  L«ns  L ^ 

Slit  s 

Obi»ctiv«  L«ns  L2 

TMt  Surface  T 


Figure  5-2 
Optical  Sectioning 
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under  a special  optical  microscope  which  illuminates  it  with  a thin  line 
of  light  at  an  oblique  angle  of  incidence,  for  example  45°,  This 
essentially  casts  an  illumination  shadow  on  the  surface  texture.  The 
resulting  profile  can  then  be  inspected  by  means  of  an  objective  located 
in  the  opposite  direction  at  45°. 

Optical  sectioning  is  a convenient  method  for  surface  inspection. 
Because  it  is  noncontacting,  it  can  be  used  on  soft  materials.  However, 
it  has  a small  field  of  view  so  it  yields  short  surface  profiles  generally 
less  than  1 mm  in  length.  Also,  the  optical  sectioning  technique  has 
vertical  resolution  that  is  limited  by  the  width  of  the  beam  on  the 
surface.  That  width  is  limited  by  optical  diffraction  and  it  is  very 
difficult  to  produce  a beam  width  smaller  than  1 /im.  Therefore,  1 /zm  is 
about  the  limit  of  resolution  of  optical  sectioning. 

INTERFEROMETRY 

Interferometry  has  to  do  with  forming  an  interference  pattern  between 
a reference  beam  and  a measuring  beam.  However,  there  are  a number  of 
different  configurations  that  interferometers  can  have  and  these 
differences  are  interesting.  Figure  5-3  shows  the  basic  Michelson,  dual- 
beam  interferometer.  Actually,  this  is  a modified  version,  called  a 
Twyman-Green  interferometer  because  it  uses  the  focusing  lenses  (L^  and 
L^)  to  produce  plane  parallel  wavefronts.  A source  of  light  from  the 
bottom  (A)  is  incident  on  a beam  splitter  (M) , One  part  of  the  beam  goes 
to  a reference  flat  (R)  and  is  reflected.  The  other  component  illuminates 
the  surface  to  be  measured  (S)  and  also  is  reflected.  Those  two  beams  are 
recombined  at  the  beam  splitter,  and  if  the  path  difference  between  them 
is  not  too  large,  the  beams  interfere  and  reveal  a pattern  of  fringes  at 
the  screen  [15],  The  interference  pattern  consists  of  straight  line 
fringes  if  there  is  a small  degree  of  tilt  between  the  measured  surface 
and  the  reference  surface  and  if  both  surfaces  are  perfectly  smooth  and 
flat.  Undulation  of  the  fringes  is  introduced  by  surface  roughness  or 
form  deviations  on  either  the  reference  or  measuring  surface.  Assuming 
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Figure  5-3 

Twyman-Green  Interferometer 
(Photo  by  Wyant  [15]) 
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that  the  reference  surface  is  perfectly  smooth  and  fiat,  each  fringe  gives 
you  a profile  of  the  surface  topography  of  the  measured  surface. 

Figure  5-4  shows  a Toiansky  multiple-beam  interferometer  [12,13]. 
Now,  the  specimen  and  reference  fiat  are  both  located  in  the  focal  plane 
of  the  objective  of  a microscope  (not  shown).  The  illumination  is 
partially  reflected  from  both  the  reference  flat  and  the  specimen  and, 
once  again,  you  have  an  interference  pattern  between  the  two  reflected 
beams.  This  is  recombined  in  the  microscope  to  give  you  a pattern  like 
the  one  shown  on  the  right.  An  interesting  feature  of  this  interferometer 
is  the  use  of  multiple  reflections  between  the  specimen  and  the  reference 
flat,  if  they  are  of  high  reflectivity.  Multiple  reflection  produces  very 
narrow  fringes,  and  hence,  improved  height  resolution.  As  you  can  see  on 
the  right,  the  width  of  the  fringes  themselves  in  relation  to  the  basic 
fringe  spacing  is  much  sharper  than  that  of  the  dual-beam  interferometer. 

The  amount  of  tilt  between  the  reference  flat  and  the  specimen 
determines  the  spacing  of  the  fringes  and  that  spacing  calibrates  the 
scale  of  the  peaks  and  valleys  that  are  measured  on  each  individual 
fringe.  The  spacing  between  fringes  is  equivalent  to  a height  difference 
of  one-half  of  the  optical  wavelength,  i.e.,  A/2.  The  interferometric 
image  here  is  of  a small  step  approximately  25  nm  (1  /xin)  high  [13].  A 
measurement  of  that  height  is  determined  by  comparing  the  fringe  shift  at 
the  step  with  the  splitting  of  the  fringes.  The  optical  wavelength  (A) 
was  the  sodium  yellow  line  with  A = 589  nm.  Therefore,  the  height  of  the 
step  is  approximately  12  times  smaller  than  589/2.  Interferometry  then  is 
a sensitive  technique  for  step  height  and  roughness  measurement,  and  it  is 
intrinsically  calibrated  in  terms  of  the  wavelength  of  the  optical  light 
source . 

ElECENT  INTERFEROMETERS 

The  two  interferometers  we  have  shown  are  traditional  ones.  We  now 
discuss  modern  instruments  that  have  been  enhanced  by  electronic  means. 
In  particular,  we  discuss  four  types  of  instruments,  all  of  which  are 
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commerciaily  available  and  which  have  interestingly  different  approaches 
to  developing  the  interference. 

The  first  was  developed  by  Wyant  and  others  [5] . A schematic  diagram 
(Fig.  5-5)  shows  the  test  surface  being  inspected  in  an  optical  microscope 
that  includes  the  usual  microscopic  elements.  There  is  a light  source  and 
a set  of  lenses  and  apertures  that  bring  the  light  down  to  an  objective 
that  illuminates  the  surface  and  collects  the  reflected  light. 

The  output  pattern  falls  on  a photodiode  detector  array.  The 
interference  pattern  is  formed  in  the  objective,  shown  in  the  detail  on 
the  right.  A beam-splitter  located  just  above  the  surface  directs  one 
component  of  the  light  to  a smooth  reference  mirror  above  it  and  the  other 
component  to  the  surface.  These  reflected  beams  are  then  recombined  at 
the  beam-splitter  and  travel  back  up  the  microscope.  The  interference 
between  those  two  beams  causes  the  interference  pattern  in  the  detector 
array.  However,  the  signal  analysis  is  quite  important  here.  The 
objective  housing  contains  a piezo  transducer  that  scans  vertically  and 
because  of  the  interference  produces  a sinusoidal  variation  in  the 
intensity  as  a function  of  time  on  each  element  of  the  photodiode  array. 
Each  time-varying  signal  is  sampled  in  a way  that  yields  a measurement  of 
the  optical  phase  variation  over  the  surface  of  the  reflected  beam.  The 
phase  <f>  is  directly  related  to  surface  height  h by  the  formula 

4>  = 47rh/A  . (1) 

This  configuration  is  called  a Mirau  interferometer.  The  surface 
profile  or  map  is  generated  in  the  photodiode  array,  which  can  be  either  a 
linear  array  or  an  area  array,  respectively.  Therefore,  the  instrument 
has  the  advantage  that  there  is  no  physical  movement  to  scan  the  surface 
to  generate  a surface  profile.  The  only  movement  is  the  vertical  movement 
of  the  piezo  transducer  over  a total  amplitude  of  approximately  one-half 
wavelength  of  light.  One  disadvantage  of  this  instrument  is  that  the 
profiling  accuracy  is  determined  by  the  quality  of  the  reference  flat 
here . 
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Figure  5-5 

Schematic  Diagram  of  Mirau  Interferometric  Microscope  (from  Wyant  et  al.  [5]) 
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Figure  5-6 

Surface  Profile  Obtained  with  Mirau  Interferometric  Microscope 

(from  Bennett  [3]) 
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Figure  5-6  shows  a profile  of  a laser  gyro  mirror  [3]  taken  by  this 
interferometer.  It  is  similar  in  resolution  to  other  profiles  that  we 
will  show,  taken  by  similar  interferometers.  The  scan  length  is 
approximately  1.3  mm.  The  vertical  full  scale  is  only  ±1  nm.  So  the 
profile  is  showing  us  subnanometer  high  structures  on  the  surface.  The 
rms  roughness  is  measured  to  be  0.16  nm.  In  this  case,  that  result  is 
obtained  after  the  shape  of  the  reference  flat  has  been  removed  by  careful 
preanalysis.  The  ultimate  vertical  resolution  of  the  instrument  is 
therefore  quite  good.  The  lateral  resolution  is  probably  about  2 fm.  as 
evidenced  by  the  lateral  spacings  of  the  structures  in  the  profile. 

Figure  5-7  is  a schematic  diagram  of  another  instrument  which  takes 
quite  a different  approach  [7,8].  The  instrument  uses  laser  heterodyne 
interferometry  to  record  the  surface  profile,  and  that  process  takes  place 
back  in  the  electronics  (not  shown).  What  we  emphasize  here  is,  once 
again,  a detail  of  the  interference  process  taking  place  near  the  surface. 
In  this  case,  there  is  no  flat  reference  mirror,  only  the  measured 
specimen  shown  on  the  top.  The  incident  beam  is  split  by  a Wollaston 
prism,  is  focused  through  the  objective,  and  illuminates  the  surface  in 
two  places.  At  the  surface,  the  beam  on  the  right  is  the  reference  beam, 
the  beam  on  the  left  is  the  scanning  beam.  The  surface  is  scanned  by 
rotation  about  the  axis  shown,  so  the  reference  beam  stays  in  one  place  on 
the  interferometer  axis  and  the  scanning  beam  traces  a circular  path  on 
the  surface.  This  constrained  motion  helps  to  produce  an  extremely  high 
resolution  profile  in  the  vertical  direction  as  shown  by  Fig.  5-8.  This 
is  a circular  profile,  the  two  ends  of  which  are  at  the  same  place  on  the 
surface.  What  you  see  is  an  overlay  of  three  successive  traces  as  well  as 
one  that  indicates  the  noise  of  the  instrument  when  the  surface  is  not 
rotated.  Full  scale  is  ±0.5  nm.  The  rms  roughness  calculated  from  the 
three  overlaid  traces  shown  is  0.60  nm,  and  the  noise  profile  has  an  rms 
noise  in  the  picometer  range.  This  graph  shows  the  kind  of  precision  that 
optical  interferometry  is  capable  of.  You  should  also  note  the  excellent 
reproducibility  of  the  three  profiles. 
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Figure  5-7 

Schematic  Diagram  for  Heterodyne  Profiler  (from  Smythe  [7]) 


UNCORTED  ZERODUR  SUBSTRRTE/3 

Overlay  of  4 runs 

RMS  0.G0  angstroms  20  Feb  1987  11:32:20 

P-V  5.41 


100  200  300  400  500  B00  700  800  900  1000 

1024  POINTS 


Figure  5-8 

Surface  Profile  Obtained  with  Heterodyne  Profiler  (from  Smythe  [7]) 
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The  disadvantage  of  this  instrument  is  that  it  is  constrained  to  a 
circular  profile  with  a certain  length  determined  by  the  characteristics 
of  the  objective  and  the  Wollaston  prism.  In  this  case,  the  trace  length 
is  approximately  1 mm. 

The  third  interferometer  (Fig.  5-9)  was  developed  at  NPL  in  England 
[6] . Once  again,  we  show  the  detail  of  the  interference  taking  place  near 
the  surface.  This  interferometer  uses  a birefringent  lens  that  produces 
two  concentric  spots  whose  focal  positions  are  dependent  upon  their 
initial  polarization.  One  spot  is  focused  on  the  surface,  the  other  spot 
is  defocused  and  is  slightly  larger.  The  outer  spot  essentially  serves  as 
the  reference,  with  respect  to  which  the  peaks  and  valleys  illuminated  by 
the  other  spot  are  measured.  Therefore,  the  instrument  is  essentially 
using  the  larger  spot  as  an  optical  skid.  Once  again,  you  avoid  the  use  a 
reference  mirror.  The  reference  is  the  average  height  of  the  outer  spot. 
The  advantage  of  this  instrument  is  its  great  stability,  and  the  lack  of 
need  for  a reference  mirror.  In  addition,  the  instrument  can  also  scan 
over  long  distances.  The  disadvantage  is  that  the  range  of  measurable 
surface  wavelengths  is  limited  by  the  sizes  of  the  two  spots.  In  an  early 
version  of  the  instrument  that  range  extended  from  about  1 /im,  the  size  of 
the  smaller  spot,  to  about  10  ^zm,  the  size  of  the  larger  spot. 

A fourth  way  to  address  the  problems  of  scanning  and  of  producing  a 
reference  is  given  in  Fig.  5-10  [10].  It  scans  over  a test  specimen  with 
a translating  interferometric  head  that  again  contains  a Wollaston  prism 
that  splits  the  source  beam  into  two  incident  beams.  The  difference  in 
phase  between  the  two  beams  is  proportional  to  the  height  difference 
between  the  two  illuminated  positions  and  that  in  turn  is  proportional  to 
the  slope  of  the  surface  in  that  location.  As  the  beam  is  scanned  over 
the  surface,  the  profile  is  built  up  by  integrating  the  successive 
differential  height  measurements.  This  interferometer  once  again  has  the 
advantage  of  not  requiring  a reference  mirror.  However,  the  disadvantage 
is  that  the  integration  of  the  differential  height  measurements  produces 
accumulating  statistical  errors  that  can  distort  the  measured  profile. 
However,  over  the  distance  of  approximately  1 mm,  the  rms  noise  of  the 
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Figure  5-9 

Schematic  Diagram  of  Interferometric  Profiler  with  Concentric  Beams  (from  Downs  [6^ 


Figure  5-10 

Schematic  Diagram  of  Differential  Interferometric  Profiler  (from  Bristow  [10]) 
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instrument  is  quite  good.  In  Fig.  5-11  you  can  see  the  profile  resulting 
from  a scan  over  a laser  gyro  mirror  with  a roughness  of  0.175  nm.  So  the 
resolution  over  the  length  of  1 mm  is  comparable  with  the  other 
instruments.  In  addition,  there  is  no  constraint  on  its  ability  to  scan 
long  distances.  One  concern  is  whether  over  the  long  scanning  distances, 
the  integration  procedure  may  yield  inaccuracies  in  the  profiling. 
Initial  studies  over  long  trace  lengths  [10]  suggest  that  the  accuracy  of 
the  long  trace  profiler  is  comparable  to  stylus  instruments. 

Once  again,  note  the  characteristic  structure  of  the  profile  of  Fig. 
5-11.  Compare  that  to  what  you  can  get  with  a high  resolution  stylus 
instrument  on  a similar  laser  gyro  mirror  (Fig.  5-12).  Although  the 
latter  profile  looks  like  noise,  it  actually  shows  the  surface  at  much 
better  resolution  and  hence  picks  up  much  finer  detail.  The  measured  rms 
roughness  is  about  0.28  nm.  Therefore,  it  seems  that  the  lateral 
resolution  of  a high  quality  stylus  is  better  than  that  achievable  by  the 
optical  profiling  instruments. 

We  can  illustrate  this  with  some  data  that  Church  et  al.  [11]  took 
several  years  ago.  Fig.  5-13  shows  a profile  of  a highly  periodic  piece 
of  diamond -machined  silicon,  measured  by  an  optical  interferometer  and  a 
stylus  instrument.  The  stylus  profile  shows  finer  structure  than  the 
optical  profile.  This  is  further  illustrated  by  taking  the  power  spectral 
density  of  the  surface  profiles  (Fig.  5-14) . The  fundamental  periodicity 
of  the  silicon  surface  is  approximately  3.4  fim  and  that  spacing  is  Fourier 
transformed  into  the  peak  at  a spatial  frequency  of  0 . 3 /urn  , shown 
clearly  for  both  the  stylus  profile  and  the  optical  profile.  However,  the 
peak  for  the  first  harmonic  at  ""0.6  /im"^  is  considerably  smaller  for  the 
optical  profile  than  for  the  stylus  profile.  Therefore,  the  power 
spectrum  information  bears  out  the  observations  drawn  from  the  profiles 
themselves . 

The  moderate  lateral  resolution  of  optical  profiling  instruments  has 
been  improved  in  recent  work.  Figure  5-15  is  a profile  taken  from  another 
profiling  interferometer,  similar  to  the  Mirau  system  but  with  a Linnik 


94 


HEIGHT  (A) 


OPTEL 


LASER  GYRO  MIRROR 


Figure  5-11 

Surface  Profile  Obtained  with  Differential  Interferometric  Profiler 

(from  Bennett  et  al.  [3]) 
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Figure  5-12 

Surface  Profile  Obtained  with  Stylus  Instrument  (from  Bennett  et  al.  [3]) 
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Figure  5-13 

(from  Church  et  al.  [11]) 
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Figure  5-14 

(from  Church  et  al.  [11]) 
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Figure  5-15 


High  Resolution  Surface  Profile  Obtained  with  Linnik  type  profiling  Microscope 

(from  Wyant  et  al.) 
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Figure  5-16 

Schematic  Diagram  of  Optical  Focusing  Instrument  (from  R.  Brodmann) 
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head  having  matched  high-power  objectives.  This  is  a profile  of  a 
diffraction  grating  with  a period  of  1 nm.  This  optical  profiler  was  able 
to  resolve  that  periodicity.  However,  the  lateral  resolution  of  a stylus 
instrument  can  be  made  as  small  as  0.1  fim,  whereas  that  of  optical 
interferometers  is  limited  to  about  0.5  - 1 /im. 

FOCUS  DETECTION 

We  turn  now  to  a t3rpe  of  optical  instrument  that  relies  on  detection 
of  the  focus  position  of  an  optical  spot  to  measure  surface  profile. 
These  t3rpes  of  instruments  have  a long  history,  but  nowadays  are  based  on 
compact-disk  technology.  As  shown  in  Fig.  5-16,  the  scanning  head  of  the 
compact  disk  player  focuses  the  light  onto  the  surface  of  the  disk  itself. 
The  degree  of  focus  depends  on  the  vertical  position  of  the  disk  with 
respect  to  the  scanning  optics.  There  have  been  several  profilers 
constructed  using  this  general  approach  [19-21].  One  of  them  [21]  is 
shown  schematically  in  Fig.  5-17.  The  surface  is  shown  at  the  bottom  and 
the  light  reflected  from  the  surface  goes  through  the  objective  lens  and 
is  deflected  to  the  focus  detector.  The  relative  amounts  of  light 
detected  on  this  set  of  detectors  is  dependent  on  the  position  of  the 
original  spot.  The  noise  level  of  this  instrument  is  about  0.6  nm,  so  its 
resolution  is  not  quite  as  good  as  the  interferometers  just  discussed. 
However,  the  range  of  this  instrument  is  large  (up  to  1 mm  or  so),  whereas 
the  range  of  profiling  interferometers  is  often  limited  by  the  spacing 
between  visible  light  fringes,  which  is  approximately  0.3  fj,m, 

STM  AND  AFM 

The  scanning  tunneling  microscope  (STM)  [22,23]  is  an  exciting 
development  for  both  surface  profiling  and  microscopy.  STM  is  shown 
schematically  in  Fig.  5-18.  A fine  electron  emitter  tip  is  held  very 
close  to  the  surface  whose  topography  is  to  be  measured.  The  surface 
itself  must  be  electrically  conducting.  When  a voltage  is  applied  between 
the  two,  electrical  current  flows  across  the  vacuum  barrier.  The 
magnitude  of  that  current  is  extremely  sensitive  to  the  distance  of  the 
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tip  from  the  surface.  When  the  tip  is  approximately  1 nm  from  the 
surface,  the  tunneling  current  changes  by  roughly  1 order  of  magnitude  for 
each  0.1  nm  change  in  the  tip- to-surface  distance.  That  tunneling  current 
may  be  used  as  a feedback  signal  to  keep  the  tip  a constant  distance  away 
from  the  surface  as  you  scan  over  it.  The  scanning  is  achieved  by  two 
piezo  drives,  x and  y,  which  give  the  capability  of  mapping  a small  area 
by  a raster  approach.  The  topographic  signal  comes  from  the  voltage 
applied  to  the  z piezo  drive  to  hold  the  emitter  a constant  distance  from 
the  surface  during  the  scan. 

The  ideas  of  piezo  scanning  and  current  feedback  were  developed  in  the 
early  70 's  by  R.D.  Young  and  his  group  at  the  National  Bureau  of  Standards 
[24,25].  Their  surface  scans  were  taken  at  distances  of  several  hundred 
nm  from  the  surface.  Hence,  the  resolution  of  their  surface  profiles  was 
somewhat  moderate,  ~100  nm.  Later,  Teague  [26]  made  systematic 
observations  of  vacuum- tunneling  phenomena  by  bringing  two  electrodes  to 
within  ~1  nm  of  each  other.  Finally,  Binnig  and  Rohrer  were  able  to 
reduce  the  mechanical  noise  of  their  system  sufficiently  so  that  they 
could  perform  surface  scanning  at  very  small  tunneling  distances.  Under 
these  conditions,  they  observed  atomic  resolution  in  their  profile  traces. 
An  example  of  the  atomic  resolution  is  this  raster  map  by  Koehler  et  al. 
(Fig.  5-19)  of  a silicon  (111)  crystal  surface,  showing  the  individual 
atoms  of  the  crystal.  You  can  also  see  what  look  like  adatoms  in  some 
places  atop  the  basic  crystal  structure. 

This  instrument  has  become  a valuable  tool  for  surface  scientists 
studying  the  crystal  structure  of  surfaces  [23,27-29],  but  it  is  also 
useful  for  engineers  as  well  [30-32],  particularly  if  you  can  accomplish 
long-range  scanning.  Fig.  5-20  [31,32]  shows  a scan  of  an  optical  grating 
which  has  a periodicity  of  0.46  //m.  This  structure  is  observed  clearly  in 
the  STM  map  and  supports  observations  taken  with  a stylus  instrument.  The 
STM  is  capable  of  doing  surface  topographic  mapping  at  higher  resolution 
as  well.  Figure  5-21  is  a map  of  a diamond- turned  surface  machined  with  a 
feed  of  100  nm.  The  machining  was  done  by  Rhorer  and  others  at  the  Los 
Alamos  Scientific  Laboratory.  The  STM  is  capable  of  picking  out  the 
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Si(ni)  7x7  U.  Koehler,  J.E.  Demuih,  RJ.  Hamers  IBM  Thomas  J.  Waison  Research  Cenicr. 
Yorktown  Heights 


Figure  5-19 

STM  Map  of  Si(lll)  7x7  Surface 


Figure  5-20 

STM  Map  of  Optical  Grating  (from  Dragoset  et  al.  [31,32]) 
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Figure  5-21 

STM  Map  of  Diamond  Turned  Specimen 
(from  Dragoset  et  al.  [31,32]) 


Figure  5-22 

Ion  Milled  STM  Tip  (from  Biegelsen  et  al.  [35]) 
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machined  surface  structures  with  spacings  of  ~100  nm,  whereas  the  stylus 
instrioment  we  used  was  not  capable  of  observing  those  structures.  In 
addition,  you  can  see  fine  structure  within  the  basic  100  nm  grooves.  So 
the  STM  has  the  potential  of  doing  very  high  resolution  scanning  on 
surfaces  important  in  areas  of  engineering  such  as  tribology  and  optics. 
We  fully  expect  that  scanning  tunneling  microscopy  will  be  developed  to 
the  point  where  it  will  be  used  for  important  problems  in  engineering. 

The  atomic  resolution  of  the  STM  relies  on  the  fact  that  the  tunneling 
current  must  pass  through  a single  atom  or  a small  cluster  of  atoms  in  the 
emitter.  When  this  capability  was  first  discovered,  it  was  considered  to 
be  somewhat  magical,  as  were  the  recipes  for  producing  tips  that  yielded 
atomic  resolution.  However,  the  fabrication  of  tunneling  tips  can  be  more 
systematic  [35,36].  Figure  5-22  shows  an  example  from  the  work  of 
Biegelsen  et  al.  [35].  This  is  a transmission  electron  microscopy  (TEM) 
photo  of  a tungsten  stylus  produced  by  the  ion-milling  technique.  The  ion 
beam  was  incident  at  an  angle  of  45°  from  below  and  the  shaft  of  the 
tungsten  was  rotated  about  its  axis,  yielding  an  ion-milled  tip  with  a 90° 
apex  angle.  The  tip  is  approximately  10  nm  across,  and  serves  as  a 
suitable  base  above  which  individual  atoms  likely  project  to  provide  the 
atomic  resolution  during  scanning. 

One  constraint  in  the  STM  is  the  required  mechanical  stability  that  is 
needed  in  order  to  allow  for  the  high  resolution  of  the  probe.  Another 
drawback  is  that  it  can  be  used  only  on  conducting  surfaces.  This 
drawback  may  be  avoided  with  a related  technique  known  as  the  atomic  force 
microscope,  developed  by  Binnig  et  al.  [33].  Several  types  of  sensors  are 
being  studied  for  the  atomic  force  microscope  [37-39].  The  original  one, 
shown  here  on  Fig.  5-23,  has  a scanning  tip  which  is  held  in  contact  with 
the  surface  at  extremely  low  contact  forces  of  5 x 10  or  less.  It  is 
fastened  to  a cantilever  structure,  whose  deformation  is  measured  by  the 
STM  behind  it.  As  the  surface  is  scanned,  the  variation  in  topography 
flexes  the  cantilever  and  this,  in  turn,  is  sensed  by  the  STM.  Surface 
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pK  tunneling  current  in  the  STM.  The  force  can  come  from 
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Figure  5-23 

AFM  Figures  (from  Binnig  et  al.  [33]) 


Figure  5-24 

Range  and  Resolution  of  Three  Techniques 
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maps  with  atomic  resolution  [40]  have  been  recorded  with  AFM's  as  well  as 
STM's. 


Figure  5-24  [41]  gives  an  overview  of  the  range  and  resolution  of 

three  of  the  surface  profiling  techniques  that  we  have  been  talking  about. 
The  graph  is  conceptually  similar  to  ones  developed  by  Stedman  [42]  and 
shows  the  vertical  resolution,  vertical  range,  lateral  resolution,  and 
lateral  range  of  the  stylus  instrument,  optical  interferometers,  and  the 
scanning  tunneling  microscope.  The  chart  was  drawn  up  in  1987.  The 
limits  shown  here  are  derived  from  typical  instruments  in  each  of  the 
categories  and  may  be  exceeded  by  special  purpose  instruments . The  chart 
shows  several  things.  One  is  the  versatility  of  the  stylus  instrument, 
which  has  the  best  ratio  of  range  to  resolution  of  the  three,  both  in  the 
lateral  and  in  the  vertical  direction.  The  vertical  resolution  of  the 
optical  techniques  is  better  than  the  stylus,  but  the  lateral  resolution 
is  not  as  good.  The  STM  has  superb  vertical  and  lateral  resolution. 
Although  the  lateral  range  is  presently  somewhat  modest,  that  condition 
will  likely  change  as  the  engineering  of  STM's  becomes  more  highly 
developed, 
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SECTION  6 
AREA  TECHNIQUES 


Area  techniques  yield  measurements  that  represent  statistical  averages 
of  the  surface  peaks  and  valleys  over  a significant  area  of  the  measured 
surface.  The  techniques  that  we  will  discuss  are  optical  scattering, 
ultrasonics,  and  areal  capacitance.  However,  other  area  methods  [27,28] 
have  also  been  developed. 

OPTICAL  SCATTERING 

When  a light  beam  illuminates  a surface  as  shown  in  Fig,  6-1,  the 
scattering  phenomena  depend  on  the  surface  roughness.  If  the  surface  were 
quite  smooth,  you  would  have  a single  specular  reflected  beam  that  would 
be  detected,  say,  by  detector  3.  As  the  surface  roughness  begins  to 
increase,  the  specular  beam  diminishes  in  intensity  and  a diffuse  angular 
distribution  (AD)  appears.  The  shape  of  the  AD  and  the  intensity  of  the 
specular  beam  are  related  to  the  surface  roughness.  There  are  other 
aspects  about  the  scattered  light  pattern  that  are  indicators  of  the 
roughness  as  well.  If  you  have  a laser  light  source,  the  pattern  of 
scattered  light  contains  fine  structure  known  as  speckle,  and  the  contrast 
of  the  speckle  pattern  is  characteristic  of  the  roughness.  In  addition, 
the  change  of  polarization  properties  of  the  light  (P^  -*•  P^)  upon 
reflection  is  also  a function  of  the  roughness.  We  schematically 
represent  the  measurement  of  these  scattering  phenomena  by  the  five 
detectors  shown  in  Fig.  6-1.  Our  main  focus  here  is  the  measurement  of 
the  AD. 

Just  as  the  intensity  of  the  specular  beam  can  be  related  to  the 
surface  roughness,  so  also  can  the  amount  of  light  scattered  out  of  the 
specular  beam.  That  is  the  basis  for  a technique  known  as  total 
integrated  scatter  (TIS)  which  has  been  standardized  by  the  ASTM  for 
inspection  of  optical  surfaces  [1,17].  A schematic  diagram  is  shown  on 
Fig.  6-2.  The  surface  is  illuminated  by  a laser  beam  whose  intensity  can 
be  measured.  The  laser  beam  passes  through  the  hole  in  a hemisphere  and 
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Figure  6-1 

Schematic  Diagram  of  Optical  Scattering 
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Figure  6-2 

Schematic  Diagram  of  TIS  (from  Detrio  et  al.  [1]) 
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scatters  from  the  surface.  The  specularly  reflected  component  passes  back 
through  the  same  hole  and  is  not  detected  as  scattered  light.  However, 
any  radiation  scattered  out  of  the  specular  beam  is  focused  by  the 
collecting  hemisphere  onto  the  conjugate  point  to  the  surface  where  a 
detector  measures  the  collected  intensity  of  the  scattered  radiation. 
Within  a spatial  bandwidth  [18]  determined  by  the  size  of  the  hole  and  the 
angular  span  of  the  hemisphere,  the  amount  of  scattered  radiation  Igcat 
related  to  the  rms  surface  roughness  (Rq)  by  the  formula 


I VI  = (47rR  /A) 
scat  o q 


where  Iq  is  the  intensity  of  the  specular  beam,  assuming  the  incident 
light  beam  is  normal  to  the  surface.  This  formula  should  be  essentially 
correct  for  surfaces  with  rms  roughness  much  less  than  the  wavelength  (A) 
of  the  illuminating  light  beam. 

The  test  method  was  adopted  as  a standard  after  a round-robin 
experiment  involving  eight  optical  laboratories  to  test  the  method's 
variability.  Figure  6-3  shows  the  results  for  four  surfaces  polished  to 
different  degrees  of  smoothness.  Along  the  horizontal  scale  is  plotted 
the  mean  value  of  the  rms  roughness  derived  by  the  laboratories , and  on 
the  vertical  scale  are  plotted  the  different  measured  values.  The  spread 
of  values  is  on  the  order  of  ±15%,  That  result  is  moderately  good  and 
shows  the  basis  for  standardizing  the  technique  for  testing  optical 
surfaces  by  this  approach.  The  accuracy  of  the  technique  likely  declines 
as  rms  roughness  increases  above  10  nm. 

Our  group  has  been  studying  optical  scattering  to  measure  much  rougher 
surfaces,  such  as  those  produced  by  grinding  and  lapping  operations  on 
engineering  components . The  theory  of  optical  scattering  from  rough 
surfaces  is  more  difficult  in  this  roughness  regime,  and  the  rms  roughness 
cannot  be  related  to  the  total  Integrated  scatter  using  the  previous 
formula.  The  measurement  system  is  called  DALLAS  [16]  (detector  array  for 
laser  light  angular  scattering),  shown  in  Fig.  6-4.  A laser  beam 


112 


Figure  6-3 

Round  Robin  Results  for  TIS  (from  Detrio  et  al.  [1]) 


Figure  6-4 
Photo  of  DALLAS 
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traveling  from  the  right  is  deflected  by  a mirror  into  a cantilevered  tube 
to  another  mirror  which  deflects  the  beam  down  to  the  surface.  The  light 
scattering  pattern,  as  we  discussed  previously,  is  characteristic  of  the 
roughness  of  the  surface.  That  light  scattering  pattern  is  sampled  by  a 
set  of  lenses  in  the  semicircular  yoke.  Each  lens  focuses  the  light  down 
to  one  of  the  optical  fibers  strung  along  in  black,  that  transmit  the 
light  to  a bank  of  PIN  silicon  photodiodes  with  integral  op-amps.  The 
output  voltages  are  scanned,  digitized,  and  stored  in  a computer  and  yield 
plots  of  intensity  as  a function  of  angle  in  the  yoke.  In  principle,  the 
computer-controlled  stepping  motor  allows  you  to  detect  nearly  the  entire 
hemisphere  of  scattered  radiation. 

The  next  several  figures  illustrate  the  phenomena  by  showing  light 
scattering  patterns  from  a set  of  periodic,  sinusoidal  surfaces  [19]. 
Figure  6-5  illustrates  the  concept  by  showing  a laser  beam  incident  on 
such  a surface  and  scattering  into  a set  of  discrete  diffraction  beams. 
Figure  6-6  shows  a set  of  three  such  diffraction  patterns,  photographed  on 
the  wall  of  our  laboratory,  from  three  different  sinusoidal  surfaces.  The 
one  on  the  right  was  taken  from  a sinusoidal  surface  with  40  ^m  wavelength 
and  a 1 /zm  The  pattern  in  the  middle  was  for  a surface  with  the  same 

but  a longer  wavelength  of  100  /zm,  so  the  spots  are  closer  together. 
The  surface  on  the  left  again  had  the  same  R^,  but  an  800  /zm  wavelength. 
For  this  one,  you  cannot  quite  resolve  the  diffraction  spots.  Therefore, 
the  spacing  of  the  diffraction  spots  is  related  to  the  wavelength  of  the 
surface  roughness.  Figure  6-7  shows  the  conjugate  experiment.  On  the 
right  is  the  pattern  from  a sinusoidal  surface  with  a wavelength  or  peak 
spacing  of  100  /zm  and  an  R^  of  3 ;zm.  The  middle  pattern  is  for  the  same 
spacing,  but  the  Rg^  is  only  1 ^m  so  the  intensities  of  the  outlying  spots 
are  very  weak.  The  pattern  on  the  left  is  from  a surface  with  an  Rg  of 
0.3  /zm,  so  it  shows  only  a few  diffraction  spots.  Therefore,  as  the 
surface  gets  smoother,  the  scattering  produces  fewer  diffraction  peaks, 
until  finally  we  are  left  with  only  the  specular  beam,  and  the  surface 
itself  looks  like  a mirror. 
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Figure  6-5 

Optical  Scattering  from  Sinusoidal  Surface 
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6-6 

from  three  Sinusoidal  Surfaces 
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Figure  6-7 

Optical  Scattering  Patterns  from  Three  Sinusoidal  Surfaces 


Figure  6-8 

Optical  Scattering  Patterns  from  Hand-lapped  Surfaces 
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Figure  6-8  shows  scattering  patterns  for  two  hand- lapped  surfaces. 
The  one  on  the  left  had  an  of  0.25  fim  and  shows  quite  a diffuse 
scattering  pattern.  The  other  is  for  an  of  0.12  fim.  Its  scattering 
pattern  is  not  quite  as  diffuse  and  there  is  a recognizable  specular  beam 
as  well. 

The  DALLAS  instrument  has  been  used  to  measure  both  the  sinusoidal  and 
random  surfaces,  and  we  have  done  two  t3rpes  of  experiments  with  these 
data.  First,  we  have  measured  the  surfaces  with  our  stylus  instruments 
and  stored  the  digitized  profile  data.  Then  with  these  measured  profiles, 
we  have  applied  an  optical  scattering  theory  to  predict  the  light 
scattering  intensity  pattern.  That  comparison  between  experiment  and 
theory  is  excellent  for  both  random  surfaces  and  for  sine  waves.  Second, 
we  are  also  doing  the  more  critical  job  of  calculating  the  important 
roughness  properties  of  the  surface  strictly  from  the  light  scattering 
pattern  itself.  This  has  been  done  successfully  for  our  sinusoidal 
surfaces  as  shown  by  the  results  in  Fig.  6-9  [20].  We  have  fitted  the 
measured  scattering  distributions  to  theoretical  distributions  and 
calculated  the  values  of  the  surface  R^  and  peak  spacing  that  give  us  the 
best  fit.  The  values  we  derived  from  optical  scattering  are  shown  on  the 
right  for  six  different  surfaces  with  varying  R^  and  wavelength.  You  can 
see  these  results  agree  extremely  well  with  those  measured  by  a stylus  on 
the  left.  So  for  a surface  that  is  fairly  easy  to  model,  the  periodic 
sine  wave,  we  can  demonstrate  that  the  optical  scattering  predicts  very 
accurately  what  the  roughness  is. 

We  are  now  pursuing  these  studies  for  realistic  surfaces  that  have 
been  produced  by  other  processes.  Figure  6-10  shows  the  light  scattering 
intensity  pattern  for  a hand-lapped  surface  [21].  It  is  a plot  of 
intensity  over  5 orders  of  magnitude  vs.  scattering  angle  in  the  yoke. 
The  light  beam  was  incident  from  the  left  at  an  angle  of  about  -54°  ; 
therefore,  the  specular  beam  and  the  peak  in  the  intensity  is  at  +54°. 
The  experimental  distribution  is  shown  by  the  dotted  line,  and  the 
computed  distribution,  calculated  from  the  measured  surface  profiles 
obtained  by  stylus,  agrees  very  well  with  the  experimental  one.  Therefore 
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Comparison  of  Stylus  and 
Optical  Measurements  of 
Roughness  Parameters 
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Specimen  #15,  0.22  Rq 


Figure  6-10 
DALLAS  Results 
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for  the  range  of  nine  hand- lapped  surfaces  that  we  studied,  the  surface 
profile  can  be  used  to  predict  quantitatively  the  light  scattering 
pattern.  The  small  disagreement  between  the  computed  and  experimental 
distribution  is  probably  due  to  the  fact  that  the  stylus  had  limited 
resolution  and  could  not  resolve  the  finest  surface  structures,  which 
scatter  light  to  high  angles  in  the  left  wing  of  the  graph. 

We  are  presently  working  on  computer  codes  to  calculate  the  rms 
roughness  (Rq)  and  perhaps  the  autocorrelation  length  strictly  from  the 
scattering  intensity  patterns  themselves  [22] . When  we  have  completed 
these  studies  and  have  determined  what  is  the  useful  roughness  range  for 
the  technique  of  optical  scattering,  as  well  as  what  kinds  of  manufactured 
surfaces  it  will  be  useful  for,  we  plan  to  apply  that  knowledge  to  a 
practical  instrument  that  can  be  used  on-line  in  inspection  or  in  real- 
time during  a machining  operation.  One  practical  instrument  available 
commercially  is  depicted  here  in  Fig.  6-11.  The  small  assembly  on  the 
right  is  a light  scattering  detector  that  is  monitoring  the  surface 
condition  of  the  part  being  held  by  a robot.  This  is  an  example  of  work 
going  on  at  the  inspection  station  at  the  AMRF  in  the  Center  for 
Manufacturing  Engineering  at  NIST  [14]. 

The  instrument  is  an  angular  scattering  instrument.  A schematic 
diagram  of  its  optical  system  is  shown  in  Fig.  6-12.  This  was  taken  from 
the  work  of  Brodmann  et  al.[5]  All  of  the  optics  are  located  inside  that 
housing  shown  in  Fig.  6-11.  The  source  is  an  infrared  light  emitting 
diode.  The  light  is  collimated  and  then  focused  by  one  side  of  the 
measuring  lens  into  a 1.8  mm  size  spot  on  the  surface.  If  the  surface  is 
smooth,  the  spot  that  is  reflected  back  to  the  measuring  lens  is 
approximately  the  same  size  as  the  incident  spot.  If  the  surface  is 
rough,  however,  the  scattering  pattern  will  be  broadened  and  this 
broadening  can  be  detected  with  the  diode  array  shown  in  the  upper  right 
of  Fig.  6-12.  This  instrument  is  easy  to  align  and  is  very  compact,  but 
the  question  of  its  range  and  resolution  is  an  important  one.  We  have 
tested  it  for  hand- lapped  surfaces.  The  results  [14]  are  shown  in  Fig.  6- 
13,  where  we  plot  the  rms  roughness  for  a number  of  surfaces  measured  by 
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Figure  6-11 

Surface  Roughness  Inspection  System  in  AMRF  at  NIST 


(from  R.  Brodmann  et  al. 


[5]) 


Figure  6-12 

Schematic  Diagram  of  Infrared  Surface  Roughness  Probe 
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Rq  vs . 5N 


Figure  6-13 


Comparison  of  Results  Obtained  with  Stylus  and  Scattering  Results 
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the  stylus  techniques  vs.  the  optical  scattering  parameter  Sj^,  which  is 
used  in  the  instrument  as  an  indicator  of  the  surface  condition.  is 
proportional  to  the  square  of  the  width  of  the  light  scattering 
distribution  measured  by  the  instrument.  Over  the  range  of  Rq  from  0 to 
about  0.3  /im,  you  can  see  a good  correlation  between  roughness  as  measured 
conventionally  and  as  measured  by  this  light  scattering  technique  [14]. 
The  curved  line  is  a best  fit  with  two  parameters.  We  will  extend  these 
studies  to  other  kinds  of  surfaces  besides  those  that  have  been  hand- 
lapped. 

ULTRASONICS 

Blessing  and  Eitzen  [23]  have  developed  an  ultrasonic  scattering 
technique  that  has  great  potential  for  real-time  measurement  of  surface 
roughness.  It  is  conceptually  similar  to  optical  scattering  except  for 
the  fact  that  a pulse  of  ultrasonic  radiation  illuminates  the  surface 
instead  of  a light  beam.  The  radiation  is  incident  at  normal  incidence, 
and  the  source  transducer  is  also  used  to  measure  the  reflected  pulse 
intensity.  This  quantity  varies  inversely  as  the  roughness  height  and 
hence  is  an  indicator  of  roughness . 

Figure  6-14  shows  a schematic  diagram  of  the  instrument.  The 
ultrasonic  radiation  propagates  well  along  a stream  of  coolant  fluid,  such 
as  might  be  used  during  a machining  process.  This  capability  gives  the 
technique  its  potential  usefulness  for  automated  manufacturing. 

The  first  prototypes  have  used  a long  ultrasonic  wavelength  (150  fim 
typical).  Hence,  the  regime  of  roughnesses  studied  so  far  have  been 
complementary  to  those  studied  by  the  infrared  technique  discussed 
earlier.  That  is,  the  roughness  height  resolution  of  an  ultrasonic  probe 
with  A = 150  ^m  is  roughly  the  same  as  the  range  of  the  infrared  probe 
with  A = 0.8  ^m. 
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Figure  6-14 

Schematic  Diagram  of  Ultrasonic  Scattering  Instrument 

(from  Blessing  et  al.  [23]) 
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AREAL  CAPACITANCE 


The  areal  capacitance  technique  [24-26]  was  first  developed  about  two 
decades  ago.  A schematic  diagram  is  shown  in  Fig,  6-15.  A flexible 
conducting  plate  is  placed  on  a conducting  surface  with  a thin  insulator 
in  between.  The  capacitance  of  the  junction  is  a function  of  the  distance 
between  the  two  conductors  which  depends  partly  on  the  thickness  of  the 
insulator  (t^^)  but  also  on  the  surface  roughness.  Since  the  insulator  is 
resting  on  the  highest  peaks  of  the  surface,  the  rougher  the  surface  the 
greater  the  distance,  t^,  between  the  insulator  and  the  average  surface 
plane.  Therefore,  the  measured  capacitance  should  be  an  indicator  of  the 
surface  roughness.  However,  this  technique  needs  to  be  modeled  to 
understand  how  roughness  affects  capacitance. 

The  sensing  element  conductor  is  about  1.2  mm  wide  and  about  12  mm 
long.  It  has  a flexible  backing  and  is  housed  in  a case  with  two 
shoulders  that  serve  as  stops  when  the  element  is  pressed  on  the  surface. 
The  contact  force  is  roughly  15N.  When  the  response  of  the  capacitance 
gauge  is  measured  in  a comparison  experiment  for  a single  family  of 
surfaces,  you  can  get  good  correlation  between  the  roughness  as  measured 
by  the  capacitance  gauge  (appropriately  normalized)  and  the  values 
measured  by  a stylus  instrument.  In  Fig.  6-16,  we  plot  the  effective 
roughness  Rq  as  measured  by  the  capacitor  vs,  the  roughness  average  R^^  as 
measured  by  a stylus  instrument  for  a family  of  ground  surfaces.  The  two 
measured  quantities  correlate  very  well,  except  for  the  smoothest  surface 
whose  roughness  of  0.025  /zm  is  likely  below  the  resolution  of  the 
capacitance  instrument.  The  deviation  of  the  Rq  values  from  the  straight 
line  is  20%  or  less  for  the  remaining  seven  surfaces.  However,  the 
correlation  is  not  as  good  when  we  plot  results  for  several  types  of 
surfaces.  Altogether  we  tested  41  surfaces  including  sinusoidal  and  ruled 
surfaces,  specimens  that  were  replicas  of  ground,  shaped,  side-milled,  and 
end-milled  surfaces,  as  well  as  surfaces  formed  by  electrical  discharge 
machining.  Figure  6-17  shows  the  spread  in  the  results.  Although  there 
is  general  correlation  between  Rq  and  R^^,  the  variability  in  Rq  for  a 
given  R^  value  can  be  as  high  as  a factor  of  5 due  to  the  fact  that  these 
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Capacitance  Technique 
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Figure  6-15 


(from  D.G.  Risko) 
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Figure  6-16 


Rc  vs.  Ra 


For  Roughness  Comparison  Specimens 
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surfaces  have  different  shapes  because  they  were  manufactured  by  different 
processes . 

We  tried  to  overcome  the  variability  introduced  by  the  shape  factor  by 
developing  a fundamental  model  [24]  for  the  way  the  capacitor  senses  the 
surface.  The  model  took  into  account  two  things:  a description  of  how 
each  surface  element  affects  the  sensed  capacitance  and  an  elastic  beam 
model  to  describe  how  the  sensing  element  flexes  when  suspended  between 
surface  peaks.  The  resulting  correlation  is  considerably  better  than  a 
simple  correlation  between  Rq  and  Figure  6-18  plots  our  predicted 
values  of  R^ , based  on  the  model,  vs.  our  measured  values  of  R^.  For  all 
the  different  varieties  of  surfaces,  the  agreement  over  several  orders  of 
magnitude  is  reasonably  good.  The  most  deviant  point  is  about  50%  away 
from  the  best-fit  line  itself.  However,  the  spread  in  the  data  is  still 
partly  due  to  the  fact  that  the  model  is  being  tested  for  several  kinds  of 
surfaces.  The  correlation  is  better  for  a single  class  of  surfaces. 

This  parameter  that  we  predicted  from  our  model,  R(3-calculated , seems 
to  be  equivalent  to  a parameter  that  characterizes  peak  height  for  a 
conventional  surface  profile.  We  call  that  parameter  Rp(750) . To 
calculate  it,  one  takes  a sampling  length  750  long  and  calculates  the 
height  difference  from  the  highest  peak  to  the  mean- line  over  that 
sampling  interval  range.  Then  the  Rp(750)  values  for  the  various  sampling 
intervals  are  averaged  over  the  entire  assessment  length  of  the  surface 
profile.  In  summary  then,  it  seems  that  the  areal  capacitance  instruments 
measure  a surface  roughness  quality  that  is  quite  similar  to  the  peak- to - 
mean  line  parameter  Rp. 

To  s\ammarize,  we  have  observed  a dramatic  evolution  of  profiling 
instruments  for  measuring  surface  topography,  particularly  in  the  area  of 
optical  techniques,  scanning  tunneling  microscopy,  and  atomic  force 
microscopy.  Commercial  instruments  are  available  in  all  of  these  areas. 

In  the  field  of  area  techniques,  we  have  discussed  areal  capacitance 
sensing,  ultrasonics,  light-scattering  angular  distributions,  and  a form 
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Figure  6-18 

Results  of  Capacitance  Modeling  Experiment 
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of  light  scattering  known  as  total  integrated  scatter.  The  latter  is  now 
the  basis  for  an  ASTM  standard.  Hence,  we  can  point  to  progress  in  the 
standardization  as  well  as  the  modeling  of  area  techniques. 
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SECTION  7 
FUNCTION 


We  conclude  this  tutorial  with  a short  discussion  of  surface  function, 
a subject  of  great  interest  to  engineers.  The  central  theme  here  is  to 
relate  surface  texture  specifications  to  functional  performance.  However, 
knowledge  in  this  area  is  not  well  organized.  Therefore  we  will  be 
showing  a collection  of  case  studies  and  examples,  while  emphasizing  the 
need  to  systematize  the  information  that  is  available  in  this  field.  In 
particular,  we  will  show  functional  examples  in  optics,  hydrodynamic  drag, 
and  aerodynamic  drag,  in  turn.  Then  we  will  discuss  surfaces  that  have 
been  produced  by  metalworking  for  engineering  components.  We  will 
conclude  with  a proposal  about  a surface  texture  information  system. 

OPTICS 

Figure  6-2  showed  the  total  integrated  scatter  measuring  system  which 
has  been  standardized  by  the  ASTM.  The  device  measures  the  amount  of 
light  scattered  out  of  the  specular  beam  by  an  optical  component.  This 
sort  of  measurement  is  appropriately  related  to  the  function  of  the 
component  because  in  many  types  of  optical  instruments  it  is  important  to 
minimize  the  scattered  or  stray  light.  In  this  case,  the  measurement  of 
TIS  is  appropriate  for  describing  the  function  of  an  optical  surface. 

Figure  7-1  shows  a set  of  surface  quality  standards  for  optical 
elements.  These  are  five  scratch  standards  [18]  each  with  a different 
size  scratch.  They  were  developed  for  visual  comparison  [13]  to  describe 
the  scratches  on  transmitting  optical  surfaces,  like  lenses  or  windows. 
The  scratches  may  be  compared  by  an  observer  with  scratches  on  the  optic 
itself  under  certain  conditions.  To  the  extent  that  scratches  are 
important  on  optical  surfaces,  these  standards  are  functional  standards. 

There  is  also  a set  of  dig  standards  that  can  be  compared  with  digs 
that  might  be  found  on  optical  surfaces.  So  in  the  optical  industry, 
certain  functional  properties  can  be  fairly  well  understood,  and  these  can 
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Figure  7-1 


Drawing  for  Scratch  Standards 


(from  [18]) 
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be  quantified  with  standard  specimens  and  standard  measurement  procedures. 
We  should  add  that  the  scratch  standards  have  been  considered  to  be 
primarily  useful  for  cosmetic  purposes  [13],  and  some  contend  that  this 
cosmetic  standard  is  not  related  to  the  true  function  of  optical 
components.  However,  the  presence  of  a scratch  on  an  optical  surface 
certainly  increases  the  scattered  light  and  that  is  a functional  quality. 

HYDRODYNAMIC  DRAG 

Figure  7-2  shows  two  disks  of  a set  that  was  fabricated  by  the  Navy 
for  a hydrodynamic  drag  experiment.  The  disks  were  spun  up  to  a high 
speed  in  water,  and  the  torque  on  the  shafts  was  measured  with  an 
instrument  at  the  Naval  Ship  Research  and  Development  Center.  The  torque 
is  an  indicator  of  the  amount  of  hydrodynamic  drag  on  the  spinning  disks. 
The  roughnesses  of  the  disks  were  also  measured  by  us  [12,17]. 

Figure  7-3  shows  correlation  between  the  measured  drag  coefficient  and 
the  of  the  disks.  The  disks  labeled  P were  coated  with  paints  of 
differing  roughness.  The  disks  labeled  T were  of  titanium  with  varying 
roughness  patterns  directly  machined  on  them.  You  can  see  a strong 
correlation,  between  the  drag  coefficient  C and  R^,  although  not  a perfect 
one.  The  roughness  average  value,  Rg^,  does  not  tell  the  whole  story,  as 
suggested  by  the  spread  of  these  data.  If  you  also  fold  in  the  effects  of 
peak  spacing  on  the  disks,  you  get  a better  correlation  as  shown  by  Fig. 
7-4.  Now  the  drag  coefficient  is  plotted  against  Rg  divided  by  the 
average  wavelength  or  peak  spacing  of  the  disks  taken  to  the  ^ power. 
There  is  a better  correlation  between  the  measured  drag  coefficient  and 
this  new  surface  parameter.  We  should  add  that  R^/A  is  an  empirical 
parameter  based  on  observations.  The  theoretical  basis  for  this  result 
needs  to  be  further  investigated. 

AERODYNAMIC  DRAG 

Figure  7-5  is  a photo  of  a model  of  the  space  shuttle,  used  in  wind 
tunnel  studies  at  NASA  Langley  Research  Center.  For  accurate  wind  tunnel 
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Figure  7-2 

Titanium  Disks  Used  for  Hydrodynamic  Drag  Experiment 


Figure  7-3 

Results  of  Hydrodynamic  Drag  Experiment 
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experiments  on  this  and  other  aerodynamic  models,  the  roughness  of  the 
model  surfaces  must  be  less  than  a certain  admissible  roughness  height. 
This  is  shown  in  Fig.  7-6,  where  admissible  roughness  height  in  /xinch  [19] 
is  plotted  as  a function  of  the  Reynolds  number  of  the  flow  over  the  part. 
As  the  Reynolds  number  increases,  you  need  to  have  smoother  and  smoother 
surfaces  for  accurate  experiments.  The  graph  is  based  on  the  work  of 
Nikuradse  more  than  50  years  ago  [20].  In  fact,  further  systematic  work 
is  required  to  understand  this  phenomenon  better  and  to  improve  on  the 
concept  of  admissible  roughness  height,  a peak- to-valley  parameter  that  is 
not  well  defined  for  random  surfaces.  Nevertheless,  the  overall  point 
of  the  graph  is  well  taken.  As  you  increase  the  Reynolds  number,  you  need 
to  have  smoother  and  smoother  models  in  the  tunnel.  For  NASA's  highest 
performance  wind  tunnel,  the  National  Transonic  Facility  (NTF) , the 
surfaces  of  the  model  must  have  a roughness  height  less  than  8 /iin. 

METALWORKING 


Measurements  of  surface  roughness  for  metalworking  components  likely 
form  the  bulk  of  surface  roughness  measurements  throughout  the  world.  The 
automotive  industry  is  one  example  where  the  manufactured  surfaces  are 
carefully  specified.  Figure  7-7  is  a table  of  information,  published  by 
Young  [21]  about  13  years  ago.  It  shows  roughness  specifications,  in 
terms  of  arithmetic  average  roughness  AA,  an  old  expression  for  R^,  for  a 
number  of  components  on  an  automobile.  These  formed  a part  of 
specifications  developed  by  an  automobile  manufacturer.  It  is  likely  true 
that  they  were  drawn  up  empirically  and  were  probably  similar  to 
specifications  elsewhere  in  the  automobile  industry.  However,  there  is  no 
real  collective  body  of  knowledge  that  describes  these  types  of 
specifications  and  the  reasons  for  them.  As  far  as  we  can  tell,  the 
information  is  scattered  throughout  the  literature  or  is  proprietary. 

Figure  7-8  is  information  from  a paper  by  Griffiths  [14],  who  relied 
in  part  on  work  in  Germany  by  Tonshoff  and  Brinksmeier  [22]  . The  chart 
lists  the  correlations  between  surface  physical  properties  and  the  various 
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Figure  7-6 
(from  McKinney [ 19 ] ) 


Figure  1.  A^issable  Roughness  heights  as  a func- 
tion of  Reynolds  number  for  typical  NTF 
sized  models.  A mean  chord  of  0.20  m 
(0.65  ft.)  was  assumed.  The  line  indi- 
cates the  admissible  peak -to-val ley 
rou^ness  heights  based  upon  Schlichting's 
application  of  Nikuradse's  measurements. 
The  shaded  band  indicates  root -mean-square 
roughnesses  typically  specified  for 
transonic  model  surfaces. 


Table  : Surface  Roughness  of  Automobile  Motor  Production  Parts  in 
Micro inches  AA 

Car  No.  I Car  No.  2 


Component 

Acceptab 1 e 
Rouohness 

Mfg.  Process 

Acceptable 

Roughness 

Mfg.  Process 

Cy 1 i nder  Block 

Cy 1 i nder  Bore 

16-20 

Hone 

20-25 

Hone 

Tappet  Bore 

60-75 

Ream 

80-120 

Ream 

Main  Bearing  Bore 

60-80 

Bore 

130-150 

Bore 

Head  Surface 

40-50 

Mi  1 1 

190-210 

Mi  1 1 

Piston 

Skirt 

45-55 

Gr i nd-Po 1 i sh 

40-50 

Grind 

Figure  7-7 

Pin  Bbre 

Piston  Pin 

30-38 

9-12 

Gri nd-Lap 

1 i-13 
3-5 

Gri nd-Lap 

( from  Young  [21 ] ) 

Crankshaft 

M.ain  Bearing  Journal 

4-6 

Gri nd-Ftol i sh 

6-9 

Grind-Pol  i sh 

Connecting  Rod  Journal 

4-6 

Gr i nd-Pol i sh 

6-9 

Gri nd-Pol i sh 

Camshaft 

Journal 

4-6 

Gr i nd-Po 1 i sh 

l4-i8 

Grind-poi ish 

Cam 

15-20 

Gr  i nd-Pol i sh 

22-26 

Grind 

Rocker  Arm  Shaft 

14-18 

Grind 

20-22 

Gr  i nd 

Rocker  Arm 

Bore 

29-32 

Bone-Pol ish 

30-40 

Bone-Pol ish 

Va 1 ves 

Intake  Valve  Stem 

34-38 

Gr  i nd 

16-22 

Gr  i nd 

Intake  Valve  Seat 

25-40 

Gr  i nd 

30-40 

Grind 

Exhaust  Valve  Stem 

18-20 

Gr  i nd 

i4-20 

Grind 

Exhaust  Valve  Seat 

34-45 

Gr  i nd 

30-35 

Grind 

Tappet 

Face 

O.D. 

4-5 

14-18 

Gr  i nd 

Gr  i nd 

Hydrau lie  Li f ter 

Face 

22-25 

Gr i nd-Po 1 i sh 

15-20 

Gr  i nd 

O.c. 

14-16 

Gr i nd-Po I i sh 

13-14 

Gr  i nd 
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Figure  7-8 

(from  Griffiths,  [lA]) 
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Figure  2 The  influence  of  various  surface  aspects  on  functional  performances.^ 


Figure  7-9 

(from  Griffiths,  [lA]) 
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causes  of  failure  --  plastic  deformation,  scuffing,  etc.  The  circles  are 
taken  from  Tonshoff  and  Brinksmeier  and  the  squares  from  Griffiths' 
additional  research.  The  surface  texture  itself  enters  in  as  a cause  of 
plastic  deformation,  fatigue  (to  a lesser  extent) , and  diffusion  and 
corrosion.  Griffiths  also  draws  up  a second  chart  (Fig.  7-9)  that  lists 
performance  parameters  vs . surface  parameters . This  chart  discusses  not 
only  roughness  and  waviness,  but  also  the  metallurgy  and  chemistry  of  the 
surfaces  and  other  qualities  as  well.  Roughness  is  particularly  important 
for  sealing,  for  dimensional  accuracy,  for  perserving  the  cleanliness  of 
the  component,  and  for  optical  reflectivity  as  we  have  seen  before. 
Griffith's  work,  therefore,  is  one  effort  to  systematize  a body  of 
knowledge  on  surface  function. 

One  example  of  a new  research  result  is  from  the  work  of  Davis  et  al. 
[1,15].  who  measured  the  3-D  topography  of  various  places  in  a single- 
engine cylinder  bore  and  related  the  topography  to  the  component's  wear. 
Based  on  those  detailed  results  of  the  topography  of  the  surface,  they 
developed  a chart  showing  oil  volume  in  mm  vs,  the  amount  of  the  surface 
that  had  been  truncated  by  the  wearing  process.  For  an  engine  cylinder 
bore,  oil  volume  is  of  crucial  importance.  Figure  7-10  shows  data  taken 
from  their  calculations  based  on  the  3-D  topographic  maps.  The  oil  volume 
is  related  to  the  voliime  of  the  surface  valleys,  calculated  from  their  3-D 
topographic  measurements.  The  mathematical  truncation  process  is  a 
simulation  of  a wear  process  that  cuts  off  the  surface  peaks.  As  the 
truncation  proceeds,  the  oil  volume  in  the  valleys  decreases.  Based  on 
their  information  and  measurement  results,  Davis  et  al.  predicted  that  the 
component  begins  to  fail  at  a truncation  level  between  60-70%,  because  the 
oil  volume  has  decreased  to  unacceptable  levels. 

Some  comprehensive  and  systematic  work  on  surface  function  for 
automobile  components  has  culminated  in  the  R&W  system,  developed  by 
Bielle  and  others  in  the  French  automobile  industry  [10,11,16,23].  One 
motivation  for  their  work  was  the  importance  to  them  of  the  distinction 
between  roughness  and  waviness  on  a component.  In  order  to  specify  a 
surface  parameter  closely  related  to  the  function  of  the  component,  you 


140 


(C^ujui)  •ULiniOA  no 


RHN7 


Figure  7-10 

Oil  Volume  for  Cylinder  Bores  (from  Davis  et  al.  [15]) 


R&W  Approach  — No  Filtering 


• Collect  and  Store  Undistorted  Surface 
Profiles  Using  Stylus  Instruments  with 
Flat  Reference  Datums 


• Profiles  are  Digitized  and  Stored 

• All  “Filtering”  is  Done  in  the  Analysis 


Figure  7-11 
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had  to  distinguish  in  an  appropriate  way  between  roughness  and  waviness. 
To  review,  roughness  consists  of  the  closely  spaced  irregularities,  such 
as  may  be  produced  by  cutting  tool  marks  or  the  grit  of  a grinding  wheel; 
waviness  consists  of  the  more  widely  spaced  irregularities  that  might  be 
due  to  the  vibration  of  the  tool  or  workpiece.  Roughness  and  waviness  are 
caused  by  different  aspects  of  production,  and  they  likely  have  different 
effects  on  surface  function.  However,  it  is  very  difficult  to 
characterize  the  distinctions  between  them  mathematically.  Bielle  et  al. 
attempted  to  overcome  this  difficulty. 

A second  concern  for  them  were  the  traditional  methods  of  surface 
texture  measurement,  which  made  use  of  mechanical  skids  and  RC  electric 
filters  that  distorted  the  surface  profiles,  and  the  widespread  use  of 
velocity  sensitive  transducers  rather  than  direct-profiling  LVDT's. 
Bielle 's  approach  (Fig.  7-11)  to  relate  surface  topography  to  function, 
therefore,  called  for  undistorted  measurements  of  surface  profile  using 
stylus  instruments  with  flat  reference  datums.  The  profiles  were  then 
digitized  and  stored  and  all  filtering  was  done  in  the  analysis  shown  in 
Fig.  7-12.  First,  a least-squares  line  was  fitted  to  the  surface  profile. 
Then  the  deviations  with  respect  to  that  least- squares  line  were  analyzed. 

Bielle  et  al.  applied  a criterion  for  ignoring  small  peaks  in  the 
profile;  then  they  grouped  the  remaining  peaks  and  valleys  into  structures 
known  as  motifs  or  patterns,  which  are  elemental  peak- trough-peak 
sequences.  The  surface  profile  can  be  completely  described  by  a 
succession  of  these  peak- trough-peak  sequences,  and  each  of  the  motifs  has 
two  characteristic  heights  given  by  the  legs  on  each  side  and  a width 
extending  from  peak- to-peak.  Then  Bielle  et  al.  applied  a set  of  criteria 
to  pick  out  the  significant  motifs.  Using  these  rules,  they  combined 
motifs.  The  rules  describe  when  to  combine  adjacent  motifs  to  make  a 
bigger  one  and  when  to  keep  them  as  separate  and  significant. 

The  resulting  surface  profiles  are  exemplified  in  Fig.  7-13  as  a 
collection  of  motifs  that  can  be  characterized  for  their  average  roughness 
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Analysis: 

1)  Fit  Least  Squares  Straight  Line 


3)  Identify  Motifs: 

Peak-Trough-Peak  Sequences 


Characterized  by 

• Width  “I” 

• Both  Heights  h^  & h2 
- Characteristic  “T” 

(T  = minimum  of  hi  h2) 

4)  Combine  Motifs 


Figure  7-12 
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Figure  7-13 
(from  J.  Bielle) 


143 


height  R and  their  average  roughness  spacing  AR  (Fig,  7-14),  two 
parameters  considered  to  be  closely  related  to  certain  functions  of  the 
surface . 

Once  this  elemental  surface  roughness  pattern  was  generated,  a 
waviness  profile  was  developed  by  connecting  the  peaks  of  the  motifs. 
Then  the  waviness  motifs  were  constructed  from  the  waviness  profile,  and 
the  characteristic  waviness  height  and  spacing  were  calculated. 

These  parameters  were  correlated  with  function  through  an  experimental 
study  of  the  lifetimes  of  automotive  parts  in  which  660  surfaces  were 
measured,  involving  approximately  2000  profiles  and  27,000  calculations  of 
parameters.  Based  on  this  information,  they  developed  an  industrial 
standard  and  an  examination  for  workers  in  surface  quality  control.  They 
also  kept  fairly  good  control  of  drawing  specifications.  In  particular, 
for  each  specification  of  a surface  texture  parameter,  the  function  had  to 
be  specified  and  very  often  the  machining  process  as  well. 

Figure  7-15  shows  some  of  the  key  ideas  that  they  developed.  The  left 
side  of  the  table  shows  18  different  surface  functions.  Each  of  these 
functions  has  an  appropriate  symbol,  and  it  was  recommended  that  any 
specified  value  of  a surface  parameter  be  accompanied  by  the  symbol  of  the 
function  of  the  surface.  Therefore,  the  designer  had  to  understand  the 
uses  to  which  the  surface  would  be  put. 

In  addition,  the  chart  shows  the  parameters  that  are  considered  to  be 
important.  An  interesting  example  is  resistance  to  hammering.  Here  the 
critical  parameter  is  neither  the  roughness  nor  the  waviness,  but  the 
bearing  area  curve  calculated  from  the  total  profile.  This  is  a way  to 
quantify  the  deep  cracks  that  can  be  harmful  to  surfaces  that  undergo  a 
repeated  hammering  process  such  as  a cam  or  cam  follower. 
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Figure  7-lA 
(from  J.  Bielle) 
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A SURFACE  TEXTURE  INFORMATION  SYSTEM 


The  above  are  only  a few  examples  of  surface  topographic 
characterization  and  its  relationship  to  surface  function.  Much  of  the 
information  may  be  held  as  proprietary  by  companies,  and  the  information 
in  the  literature  is  not  well  systematized.  Therefore,  we  have  been 
working  with  the  ANSI  standards  committee  to  develop  a surface  texture 
information  system  (ASTIS)  in  order  to  relate  surface  texture 
specification  to  functional  performance.  ASTIS  will  be  a systematic  body 
of  knowledge  that  would  assist  the  designer  to  choose  surface  texture 
parameters  for  optimizing  various  surface  functions.  The  ASTIS 
architecture  is  similar  to  a computerized  tribology  information  system 
[24]  presently  under  development. 

ASTIS  (Fig.  7-16)  would  consist  of  a functional  database,  a profile 
database,  a characterization  system,  a knowledge  development  system,  and 
an  electronic  bulletin  board  for  sharing  ideas.  It  would  be  used  for  a 
number  of  endeavors  in  addition  to  surface  texture  characterization  (Fig. 
7-17)  such  as  product  design,  product  testing,  process  development  and 
diagnosis,  and  for  information  exchange. 

The  characterization  system  (Fig.  7-18)  would  have  a menu  of  surface 
parameters  and  functions  so  that  parameters  such  as  amplitude,  slope,  and 
curvature;  statistical  functions  such  as  the  autocorrelation  function;  and 
parameters  related  to  optical  and  capacitance  methods  of  measurement  could 
be  calculated  and  intercompared.  Various  profile  filtering  methods  would 
also  be  accessible  to  the  user. 

The  profile  database  (Fig.  7-19)  would  involve  the  establishment  of  an 
atlas  of  surface  profiles  from  different  finishing  processes,  so  that  an 
engineer  could  access  a surface  profile  in  the  atlas  and  then  characterize 
that  profile  with  the  characterization  system.  Profiles  would  come  from 
various  places,  such  as  the  existing  NIST  profile  database  and  the  CIRP 
study  by  Peters  and  Vanherck. 
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A SURFACE  TEXTURE  INFORMATION  SYSTEM 


consisting  of 

. FUNCTIONAL  DATABASE 
. PROFILE  DATABASE 
. CHARACTERIZATION  SYSTEM 
. KNOWLEDGE  DEVELOPMENT  SYSTEM 
. ELECTRONIC  BULLETIN  BOARD 


Figure  7-16 


A SURFACE  TEXTURE  INFORMATION  SYSTEM 

intented  use 

. PRODUCT  DESIGN 
. PRODUCT  TESTING 
. PROCESS  DEVELOPMENT/DIAGNOSIS 
. SURFACE  TEXTURE  CHARACTERIZATION 
. INFORMATION  EXCHANGE 


Figure  7-17 


147 


A SURFACE  TEXTURE  INFORMATION  SYSTEM 
CHARACTERIZATION  SYSTEM 

. MENU  OF  SURFACE  PARAMETERS  AND  FUNCTIONS 

. AMPLITUDE,  SLOPE,  CURVATURE 
. AUTOCORRELATION,  POWER  SPECTRUM,  CROSS  COR. 
. OPTICAL  METHODS  (PROHLE  - SCATTERING) 

. CAPACITANCE  METHOD  (PROFILE  - CAPACITANCE) 

. PARAMETERS  BASED  ON  ISO,USA,  DIN,  FRANCE 
JAPAN  NATIONAL  STANDARDS 

. FILTERING  METHODS  INCLUDED  (CUTOFFS,  MOTIF) 
(CODES  TO  BE  DOCUMENETED  EXPUCITLY) 


Figure  7“18 


A SURFACE  TEXTURE  INFORMATION  SYSTEM 
PROHLE  DATA  BASE 

. TO  ESTABLISH  AN  ATLAS  OF  SURFACE  PROFILES 
FROM  DIFFERENT  FINISHING  PROCESSES 
. PROFILES  FROM  QIA  PROJECT,  NBS  UBRARY 
. PROFILES  FROM  CIRP  STUDY 
. ESTABLISH  GUIDEUNES  FOR  STORAGE 


Figure  7-19 
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A SURFACE  TEXTURE  INFORMATION  SYSTEM 
FUNCTIONAL  DATABASE 

. INITIAL  STUDY  (SEALING  .CYLINDER  UNERS) 
. FRENCH  FUNCTIONAL  SYNTHESIS 
. UTERATURE  SURVEY 
. WORKING  GROUPS 


Figure  7-20 


A SURFACE  TEXTURE  INFORMATION  SYSTEM 

KNOWLEDGE  DEVELOPMENT  SYSTEM 

. WILL  USE  STATISTICS  AND  PATTERN 
RECOGNITION  TECHNIQUES 
. WILL  MAKE  USE  OF  PROFILE  DATABASE  AND 
CHARACTERIZATION  SYSTEM 
• WILL  BE  USED  FOR  PROCESS  DEVELOPMENT 
OR  PROCESS  DIAGNOSIS 

. WILL  BE  USED  FOR  FUNCTIONAL  CORRELATION 
STUDIES  IN  PRODUCT  LIFE  TESTING 


Figure  7-21 
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The  functional  database  (Fig.  7-20)  will  be  the  heart  of  the  system 
and  will  be  developed  with  initial  studies  on  sealing  and  cylinder  liners. 
It  will  also  use  the  French  functional  synthesis  that  we  described  before. 

The  knowledge  development  system  (Fig.  7-21)  will  incorporate 
statistics  and  pattern  recognition  techniques  and  apply  them  to  existing 
information  such  as  the  profile  database  and  the  characterization  system 
or  to  the  results  of  experiments  in  order  to  increase  the  functional 
knowledge  of  surfaces.  In  particular  the  knowledge  development  system 
will  be  useful  for  functional  correlation  studies  in  product  life  testing. 

Lastly,  an  electronic  bulletin  board  will  facilitate  information 
exchange  in  which  current  research  results  could  be  shared. 

We  project  that  the  prototype  ASTIS  would  function  on  a PC-AT,  a PS -50 
or  a Sun-386,  would  likely  be  programmed  in  Turbo  C and  would  use  the 
Turbo  Database.  This  would  allow  us  to  get  the  system  up  to  speed  very 
quickly.  Once  the  start  up  phase  is  completed,  the  required  resources 
would  amount  to  about  $500K  per  year  and  would  be  based  on  users'  fees. 

In  conclusion,  information  concerning  surface  function  is  appreciable, 
but  not  well  systematized.  It  would  be  of  great  benefit  to  systematize 
and  develop  surface  functional  knowledge,  and  that  is  the  purpose  of  the 
surface  texture  information  system  that  we  are  proposing. 
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Appendix  A 
April  1990 

Measurement  Conditions  and  Sources  of 
Uncertainty  for  NIST*  Roughness  and  Step  Height 
Calibration  Reports 
*( FORMERLY  NBS) 

The  property  of  surface  roughness  in  the  5 fim  Ra  range  and  below  and  step 
heights  in  the  0.01  to  25  /im  range  are  currently  measured  at  the  NIST  by  means 
of  a minicomputer/stylus  instrument  system.  Using  an  interferometrically 
measured  step,  the  system  is  calibrated  on  each  value  of  magnification 
employed  during  a measurement.  Profiles  of  the  calibrating  step  and  the  step 
or  roughness  area  under  test  are  stored  in  the  minicomputer  memory  using  12 
bit  analog  to  digital  conversion. 

In  measurement  of  roughness,  surface  profiles  are  taken  with  a lateral 
sampling  interval  of  1 fim  over  the  traversing  length  of  4 mm.  Ra  values  are 
then  calculated  as  described  in  Appendix  C of  American  National  Standard 
ASME/ANSI  B46. 1-1985. 

Two  parameters  of  the  instrumentation  are  important  in  the  specification  of 
roughness  measurements.  These  are  the  stylus  radius  and  the  high  pass 
electrical  cutoff.  We  are  continually  refining  our  surface  instrumentation 
and  therefore,  our  own  methods  of  specifying  these  two  parameters  are  in  a 
state  of  change. 

The  stylus  radius  is  a difficult  quantity  to  define,  and  we  have  recently  been 
using  an  algorithm  that  is  simpler  than  both  the  method  found  in  the  ANSI 
B-46. 1-1985  standard  and  the  method  developed  by  us  and  reported  previously  in 
our  article,  "Measurements  of  Stylus  Radii",  available  on  request. 

In  our  approach,  a profile  of  the  stylus  is  measured  according  to  procedures 
discussed  in  the  above  article,  and  the  stylus  width  is  then  calculated  rather 
than  the  radius.  The  width  is  defined  to  be  the  distance  between  the  two 
points  of  contact  when  the  stylus  profile  is  inscribed  in  a 150®  angle.  (See 
the  enclosed  illustration) . 

The  stylus  width  according  to  this  procedure  has  been  measured  to  be  5.0  ± 

0.5  /im.  We  intend  to  propose  our  new  approach  to  the  ANSI/ASME  Committee  B46 
on  the  Classification  and  Designation  of  Surface  Qualities  as  a standard 
approach  to  define  stylus  width  instead  of  stylus  radius. 

The  nominal  cutoff  of  the  high-pass  electrical  filter  is  0.8  mm.  Its 
transmission  characteristics  are  in  accordance  with  the  2RC  filter  described 
in  ASME/ANSI  B46. 1-1985. 

The  above  measurement  conditions  of  stylus  trace  length,  sampling  interval, 
stylus  width,  and  electrical  filtering  are  the  customary  ones  for  our 
roughness  measurements.  Any  unusual  experimental  parameters  are  given  in  the 
covering  report. 

In  step  height  measurements,  a straight  line  is  fitted  by  the  method  of  least 
squares  to  each  side  of  the  profile  of  the  step,  and  the  height  is  calculated 
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from  the  relative  position  of  these  two  lines.  The  detailed  experimental 
parameters  of  each  measured  step  are  given  in  the  covering  report. 

Uncertainty  of  Ra  Measurements : 

The  uncertainty  quoted  is  the  sum  of  the  NIST  system  calibration  uncertainty 
and  a three -standard- deviations  limit  of  variations  about  the  mean  value  of 
data  obtained  from  stylus  traverses  at  ten  uniformly  distributed  positions  on 
the  test  specimen's  surface. 

There  are  six  sources  of  calibration  uncertainty  in  the  NIST  measurement 
process,  and  these  may  be  described  in  terms  of  two  categories:  systematic 
uncertainty  and  random  uncertainty.  Systematic  uncertainties  result  from 
those  properties  of  the  measurement  process  which  are  fixed  prior  to  and 
during  the  procedure  of  obtaining  data.  Random  uncertainties  assess  the 
variations  in  the  data  from  one  measurement  to  the  next  and  from  day  to  day. 

Analytical  and  empirical  studies  of  the  components  of  the  measurement  process 
random  uncertainty  have  been  performed.  These  studies  show  that  the  net 
random  uncertainty  may  be  attributed  to  three  sources : 

(1)  The  surface  finish  of  the  calibrating  step.  This  leads  to  an  uncertainty 
in  stylus  measurements  of  the  calibration  step  to  obtain  the  calibration 
constant  for  the  instrument. 

(2)  Variations  in  the  calibrating  constant  due  to  sampling  and  digitizing 
processes,  software  computations,  and  nonlinearities  in  the  stylus 
instrument  transducer  and  in  the  interface  hardware. 

(3)  Variations  in  the  measured  Ra  values  due  to  the  nonlinearities  mentioned 
in  (2). 

A net  random  uncertainty  for  the  measurement  process  is  computed,  for  a 
particular  Ra  value  and  calibration  step  height,  as  the  RMS  sum  of  these 
components . 

Sources  of  the  systematic  uncertainty  are: 

(4)  The  uncertainty  in  the  height  of  the  calibrating  step  as  determined  from 
interferometric  and  stylus  measurements. 

(5)  Uncertainty  in  the  horizontal  resolution  of  the  instrument.  This  is  most 
often  due  to  uncertainty  in  the  stylus  width.  For  very  fine  styli  with 
good  horizontal  resolution,  the  resolution  of  the  instrument  itself  may 
be  limited  instead  by  the  frequency  response  of  the  electronics. 
Uncertainty  in  either  quantity  causes  a small  amount  of  uncertainty  in 
Ra,  which  also  depends  on  the  roughness  and  form  of  the  profile.  The 
quoted  uncertainties  represent  estimates  for  typical  surfaces  measured  in 
the  various  roughness  ranges . 

(6)  Instrumental  noise.  This  component  always  increases  the  Ra  value  and 
depends  on  the  instrument  itself.  For  the  high  resolution  instrument, 
the  noise  is  considerably  lower  than  it  is  for  the  low  resolution 
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instrument.  This  component  is  negligible  for  surfaces  with  Ra  greater 
than  0.2  /xm . 

A net  systematic  uncertainty  for  the  measurement  process  is  computed,  for  a 
particular  calibration  step  height,  as  the  RMS  sum  of  these  three  components. 

The  calibration  uncertainty  of  the  NIST  system  for  measuring  surface  roughness 
is  taken  as  the  sum  of  the  system's  random  uncertainty  and  its  systematic 
uncertainty.  The  expressions  used  for  each  component  depend  on  the 
calibrating  step  height  H,  and  the  Ra  value  itself,  and  on  whichever 
instrument  in  our  laboratory  is  used  for  the  measurement.  The  calibration 
uncertainty  (CU)  as  a function  of  the  specimen  Ra  roughness  is  therefore  given 
by  the  formulas  shown  in  Table  A.l. 

Uncertainty  of  Step  Height  Measurements: 

The  quoted  uncertainty  of  the  step  height  measurements  is  the  sum  of  the  NIST 
system  calibration  uncertainty  and  a three- standard-deviations  limit  of 
variations  about  the  mean  value  of  data  obtained  in  three  stylus  traverses  at 
each  of  ten  uniformly  distributed  positions  on  the  step. 

Calibration  uncertainty  in  step  height  measurements  arises  from  the  same 
sources  already  described  for  roughness  with  the  exceptions  that  components  5 
and  6 are  eliminated.  Neither  the  horizontal  resolution  nor  the  instrumental 
noise  causes  any  systematic  uncertainty  in  the  step  height  measurements. 
Instrumental  noise,  however,  contributes  to  the  random  variation  of  the 
measurement  results  over  the  set  of  measurement  positions.  The  calibration 
uncertainty  is  taken  as  the  sum  of  the  systems 's  random  uncertainty  and 
systematic  uncertainty.  The  formulas  which  are  used  to  calculate  the 
calibration  uncertainty  depend  on  the  height  of  the  measured  step  (X)  and  the 
height  of  the  calibration  step  (H)  and  are  given  in  Table  A.  2. 

The  uncertainty  reported  by  NIST  represents  only  the  estimated  uncertainty  in 
the  NIST  calibration  of  the  customer's  specimen.  Additional  uncertainties 
arising  in  the  customer's  use  of  the  specimen  (e.g.,  to  transfer  a calibration 
to  another  device)  should  be  evaluated  by  the  customer. 

Additional  information  on  the  NIST  surface  measurement  system  is  contained  in 
the  following  articles  which  may  be  obtained  from  the  authors. 

E.  C.  Teague,  Evaluation.  Revision,  and  Application  of  the  NBS  Stylus /Computer 
System  for  the  Measurement  of  Surface  Roughness . NBS  Tech  Note  902  (U.S. 
Department  of  Commerce,  Washington,  D.  C.,  1976). 

E.  C.  Teague,  "Uncertainties  in  Calibrating  a Stylus  Type  Surface  Texture 
Measuring  Instrument  with  an  Interferometrically  Measured  Step",  Metrologia 
14,  39  (1978). 

T.  V.  Vorburger,  E.  C.  Teague,  and  F.  E.  Scire,  "Fast  Facility  Available  for 
Engineering  Needs",  Dimens ions /NBS  Nov.,  p.  18  (1978). 

T.  V.  Vorburger,  E.  C.  Teague,  F.  E.  Scire,  and  F.  W.  Rosberry,  "Measurements 
of  Stylus  Radii",  Wear  39  (1979). 
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T.  V.  Vorburger,  Fastmenu:  A Set  of  Fortran  Programs  for  Analyzing  Surface 
Texture . NBSIR  83-2703,  U.  S.  Department  of  Commerce,  Washington,  D.  C.(1983). 

T.V.  Vorburger  and  G.G.  Hembree,  "Characterization  of  Surface  Topography,"  in 
Navy  Metrology  Research  & Development  Program  Conference  Report,  Department  of 
the  Navy,  p.  55  (Corona,  CA,  1989). 
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Calibration  Uncertainty  Formulas 
for 

NIST  Roughness  Measurements 
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22.90x10^  [(27R/H)2  + (O.OIR)^  + (0 . 014R) ^ ] 1/2  + [(30R/H)2  + (6)2]l/2 


Table  A. 2 


Calibration  Uncertainty  Formulas 
for 

NIST  Step  Height  Measurements 


X = measured  step 

H = NIST  calibration  step 

(all  values  are  expressed  in  nm) 
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1 
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Components 


3 
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29.1 

[(1.2X/H)2 

+ 

(0.0055X)2 

+ 

(0.0055X)2]1/2 

+ 

[1 .3X/H] 

91.4 

[(0.66X/H)2 

+ 

(0.004X)2 

+ 

(0.0054X)2]1/2 

+ 

[2.1X/H] 
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[(0.77X/H)2 
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(0.0035X)2 

+ 

(0.0011X)2]l/2 

+ 

[5X/H] 

1015 

1(2.5X/H)2 

+ 

(0.0035X)2 

+ 

(0.0025X)2]1/2 

[9.3X/H] 

3042 

[(10X/H)2 
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(12)2]1/2 
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[12.4X/H] 

12.73x10^ 
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